Pr Hagen 
  
Dr Pierre-André Vuissoz 
  
Dr Ehud Schmidt 
  
Pr Olivier Pietquin 
  
Pr Matthieu 
  
Dr Ikaro Silva 
  
Dr Johannes Krug 
  
Pr Georg 
  
Dr Fernando Andreotti 
  
Pr Lionel Tarassenko 
  
Pr Barbara 
  
Pr Leif 
  
Pr Joris 
  
Mattias Hein 
  
  
  
  
  
  
  
  
  
  
  
  
  
  
  
Patient monitoring during interventional MRI

The focus of my research is the use of modeling and signal-processing methods to extract novel clinical parameters from large databases of physiological signals, and the use of machine-learning techniques to provide predictive actionable information to clinicians. I have been applying these techniques to electrocardiographic (ECG) (and other physiological) data for more than 10 years.

My research project consists in developing novel machine-learning techniques combined with and/or inspired by modelling in order to create interpretable automatic decisionmaking systems in healthcare, with a particular focus to cardiovascular health data. Clinical assessment of the cardiovascular heath requires the acquisition of multimodal data, two of the most important modalities being Magnetic Resonance Imaging (MRI) and ECG. I therefore aim at developing tools for the joint analysis of electrophysiological and imaging data. These techniques and representations of data will offer solutions for concrete clinical problems such as better risk stratification for patients, whether for Atrial Fibrillation catheter ablation outcome prediction, and the risk of presenting Ventricular Tachycardia. 10.1 Flowchart of the use of motion model features (so-called motion fingerprints) for the prediction of survival. Figure reproduced from (Krebs, 2020). 10.2 Flowchart of the ECGI technique based on CVAE for the fusion of 3D volumes of myocardial images with Body Surface Potentials. Figure reproduced from (Bacoyannis et al., 2019). . . . . . . . . . . .

A heart without dreams is like a bird without feathers.

Suzy Kassem

Résumé

Mes recherches ont essentiellement porté sur l'utilisation de méthodes de modélisation et de traitement des signaux pour extraire de nouveaux paramètres cliniques de grandes bases de données de signaux physiologiques, et sur l'utilisation de techniques d'apprentissage automatique pour l'aide à la décision clinique. J'applique ces techniques aux données électrocardiographiques (ECG) depuis plus de 10 ans.

Mon projet de recherche consiste à développer de nouvelles techniques d'apprentissage automatique combinées à et/ou inspirées par la modélisation afin de créer des systèmes de décision automatique interprétables dans le domaine des soins de santé cardiovasculaire. L'évaluation clinique de la santé cardiovasculaire nécessite l'acquisition de données multimodales, deux des modalités les plus importantes étant l'imagerie par résonance magnétique (IRM) et l'ECG. Mon objectif sera donc de développer des outils pour l'analyse conjointe de données électrophysiologiques et d'imagerie. Ces techniques et représentations de données offriront des solutions à des problèmes cliniques concrets tels que pour la prédiction des résultats de l'ablation par catheter de la fibrillation auriculaire, ou la stratification de risque de présenter une tachycardie ventriculaire. A and B, it can be seen that the features lv r r and P SS are contributing the most to the decision making, while medP R, in the example A, is the one contributing the most negatively (that is by decreasing the msot the confidence of the decision). 
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Introduction

This manuscript summarises my research career, which started twelve years ago with a PhD at the Imagerie Adaptative Diagnostique et Interventionnelle (IADI) laboratory in Nancy. My PhD was financially supported by an industrial partner, Schiller SA (Wissembourg, France). The collaboration was extremely strong with monthly visits of the company and several algorithms and tools were delivered. The IADI Lab is moreover located inside the University Hospital and strong collaborations with the radiology and cardiology departments were in place. This environment provided me with a better understanding of the challenges of working in an interdisciplinary team. This project was successfully completed and resulted in the development of tools such as a database, containing recordings from both healthy subjects and patients, as well as novel algorithms for improved patient care.

In 2010, I joined the Centre Suisse d'Electronique et de Microtechnique (CSEM) in Neuchâtel (Switzerland) as a Research & Development Engineer. CSEM is an independent, private and non-profit company for applied research. There, I had the opportunity to work on numerous projects involving the development of wearable biomedical devices, with partners such as the European Space Agency, Swiss start-ups or with a big European Consortium. In these projects, I was primarily responsible for the processing of physiological signals and the extraction of respiratory and cardiac features. I was not only in charge of the implementation of algorithms in C (real-time and fixed-point architecture) but was also involved in the development and validation of the electronic components. This experience provided me with exposure to the challenges and expectations in industry.

Subsequently, on the urging of Professor Christian Jutten in Grenoble (my external thesis examiner), I applied for and was awarded a Newton International Fellowship from the Royal Academy of Engineering. I used this fellowship to join the Institute of Biomedical Engineering (IBME) at the University of Oxford in March 2011. My research at the IBME has focused on cardiovascular signal processing. I have been involved in several projects. For instance, I have been leading the signal processing in a project to develop an end-toend user solution for the management of cardiac arrhythmia using a smart-phone. This project was developed with interests and financial support from ARM and China Mobile. I have also been in charge of the analysis of (≈ 100, 000) ECG signals on a huge database provided by the UK Biobank initiative. This project was a collaboration between Professor Tarassenko and Professor Barbara Casadei. Furthermore, one of my long running projects lies in improving cardiac monitoring during magnetic resonance imaging (MRI). More specifically I worked on the extraction of clinically useful information from the ECG and other cardiac information in the most hostile electromagnetic environment (the MRI scanner). I have also been awarded several prizes: a couple of poster awards as well as the J.A. Lodge award from the Institute of Engineering and Technology for a "promising early career in biomedical engineering". Joining the IPM group and one of the most prestigious universities has allowed me to conduct my research in a stimulating and enriching environment. Strong overseas collaborations have also been established with researchers from Harvard Medical School, the Massachusetts Institute of Technology, the University of Valencia, the University of Magdeburg, the University of Dresden, and also with the French engineering school Supélec.

In 2016 I applied successfully for a senior Research Fellowship position from the Inserm Institute, and returned to the IADI laboratory in France. I am in charge of the signal processing and machine learning research undertaken in the lab. My main project consists in providing for a better risk stratification of Ventricular Tachycardia, by fusing information of two modalities: (i) images from an MRI scanner and (ii) ECG signals from multiple locations across the torso. Such an approach is called Electrocardiographic Imaging.

The manuscript is divided in three parts. 3. The last part consists in my vision for my future research prospects, and is also divided in three chapters. (i) The first chapter presents future works that will be conducted for the analysis of electrophysiological data (ii) The second chapter will aim at presenting how ML and DL solutions could provide new technique for the analysis and reconstruction of MR images by accounting for motion, maybe allow for the devlopment of an autonomous acquisition of whole heart cardiac MRI. (iii) The final chapter will be investigating how cutting edge machine learning approaches could used for uncovering a multimodal representation of electrophysiological and imaging data.

Part I Work Experience

Engineering: where the noble, semi-skilled laborers execute the vision of those who think and dream. Hello, Oompa Loompas of science! Sheldon Lee Cooper

Chapter 1

Curriculum Vitae

Julien OSTER 

PhD -Engineer

Teaching Activity

Embracing a research career also necessitates teaching, where one encounters the deepest questions about the foundation of their research and provides the opportunity to test the limits of one's explanatory powers. During my Ph.D., I had the opportunity to give tutorials and supervise labs in Supélec to second and third year engineering students (the equivalent of fourth year undergraduate students and master students respectively). The subjects of these tutorials were Signal Representation and Statistical Analysis, and Statistical Signal Processing. From 2013 to 2016, I was appointed as a Stipendiary Lecturer at Pembroke College (University of Oxford), where I was in charge of the teaching for the Electrical and Information Engineering to the second year students, and also for half of the teaching load in Mathematics (Statistics, Probability and Algebra). This experience was highly enriching. It demonstrated to me the challenges of teaching, but allowed me to learn how to explain difficult concepts and rephrase ideas such that students with varying learning approaches can overcome their difficulties. I was also been giving lectures for the Biomedical Signal Processing module in the Centre for Doctoral Training in Healthcare Innovation at the University of Oxford for three academic years. During my postdoctoral fellowship, I have been offered the opportunity to co-supervise and mentor local and visiting PhD students. I particularly enjoy the interactions with them. These supervisions have been really successful; all three PhD students have defended their thesis successfully. Each of these projects has been accompanied with successes. Both overseas students (J. Krug and F. Andreotti) have won an award for the best poster in international conferences.

CentraleSupélec

Moreover some of the small projects, I have been involved in and managed, finished best entries in two consecutive Physionet/Computing in Cardiology challenges (2013 and 2014). Of particular interest, the 2014 challenge consisted in the robust detection of heartbeats in multimodal data, which demonstrates my expertise in cardiovascular data fusion. Mentoring these students and making them benefit from my experience has reinforced my decision to pursue an academic career. 

Project Management

Since the beginning of my career, I have managed to secure funding for several projects. This funding allowed for the recruitment of all the PhD students and postdocs I am currently supervising. 

Part II

Research Activities

The model should only serve the very private function for the painter of providing the starting point for his excitement.

Lucian Freud

As stated in this quote, a model was the starting point of my excitement during my research career. The model in my case was a simplified representation of the morphology of the ECG. It was introduced just as a way of representing the ECG signal, but turned out to be a powerful and versatile tool for the analysis of the cardiac electrophysiology. This representation of the ECG signal has been binding my work together throughout my research career. This part is devoted to the presentation of my past research activities, and is divided in three chapters. The first chapter is introducing the notion of modelling of physiological signals, and how such models can be used for stress-testing analysis or processing techniques. Such models are particularly useful when real data are scarce or in circumstances for which the ground-truth cannot be extracted from real recordings. The second chapter is presenting a class of signal processing techniques, based on a Bayesian filtering approach. These techniques are taking profit of the models being introduced earlier in order to enable a robust and accurate extraction of the relevant part of the signal. Finally, the last chapter is dedicated to the classification task, starting with an extension of the Bayesian approach for beat classification. Other classification applications are also presented.

Chapter 5 Modelling

In science, it is generally customary to try to explain or understand a phenomenon by building a (mathematical) model of the complex system mimicking its behaviour, and which is able to produce the same observations. The field of cardiology and more precisely of Electrocardiography is in that way no different, and many models have been suggested since the first observation and interpretation of this amazing signal by [START_REF] Einthoven | The different forms of the human electrocardiogram and their signification[END_REF] The level of complexity or scale of the model depends of the depth at which the phenomenon is studied. The deepest scale of ECG modelling, and probably the most studied, consists of cardiac cell models, where one is interested in the generation and propagation of electricity at a microscopic level. Such studies started in the sixties, and is still very active today [START_REF] Noble | Cardiac action and pacemaker potentials based on the hodgkin-huxley equations[END_REF][START_REF] Noble | How the hodgkin-huxley equations inspired the cardiac physiome project[END_REF], and the Hodgkin-Huxley equations [START_REF] Hodgkin | A quantitative description of membrane current and its application to conduction and excitation in nerve[END_REF] have been used and manipulated by thousands of scientists ever since. If one steps up one level, one start studying the cardiac electrophysiology at the tissue level. The cardiac electrical activity is then often depicted as an electrical wave propagating through the atria and the ventricles. The most common approach is knows as the bi-domain approach [START_REF] Schmitt | Biological information processing using the concept of interpenetrating domains[END_REF][START_REF] Tung | A bi-domain model for describing ischemic myocardial dc potentials[END_REF], but other solutions or variants have obviously also been suggested. These modellings along with the explosion of computational power have led to the development of simulation software, some of which having been made freely available (Pitt-Francis et al., 2009, van Oosterom and[START_REF] Van Oosterom | ECGSIM: an interactive tool for studying the genesis of QRST waveforms[END_REF]. The models that are presented in this chapter are not this kind of models, and are among the most simplistic modelling class, which was used by Einthoven for the interpretation of the ECG signal. It assumes that the heart electrical activity is a single time-varying electrical dipole, which is a vector characterized by its strength, direction and position. The ECG signal is then the projection of this dipole on the lead, which is mathematically equivalent to a scalar product. A depiction of the phenomenon and the dipole interpretation is given in figure 5.2. The bottom row represents the equivalent dipole through the cardiac cycles and how it is projected on the the three limb leads [START_REF] Netter | The CIBA collection of medical illustrations[END_REF].

Einthoven introduced the notation of the main five deflections (P, Q, R, S, and T waves) characterising a typical cardiac cycle on the ECG signal. Figure 5.3 depicts the morphology of an ECG signal, with the location of the different waves along with some of the biomarkers commonly analysed. In this chapter, the focus is on the modelling of the morphology of the ECG signal on a single lead (or one of the three components of the equivalent dipole model). The first application of building a morphological model of the ECG signal is the possibility of using it as synthetic signal 5.1 A morphological model for ECG signals generator. These synthetic data will then be mainly used for stress testing new or existing analysis techniques. Stress-testing on such synthetic data is particularly useful in two situations: (i) when the ground-truth cannot be extracted for a given application due to the presence of noise, (ii) when real clinical data is not available because of a new recording method or application (as is the case for foetal ECG or ECG acquired in MRI), or because of an undiagnosed pathology (as is the case for paroxysmal AF).1 

A morphological model for ECG signals

Many mathematical models have been introduced for representing the morphology of the ECG signal or parts of it, one can for example cite the use of Hermite functions [START_REF] Sornmo | A method for evaluation of qrs shape features using a mathematical model for the ecg[END_REF]. [START_REF] Mcsharry | A Dynamical Model for Generating Synthetic Electrocardiogram Signals[END_REF] introduced a dynamical modelling of the ECG signal, which had a huge impact on the community (with more than a thousand citations according to Google scholar). This model was developed and introduced to simulate artificial signals, which could be used for the evaluation of different analysis techniques with a complete knowledge of the ground-truth of the underlying physiological signals. It also allowed not only for precise measurements of Signal to Noise Ratio (SNR), but also accurate physiologically meaningful measurements such as QT, PR, or QRS intervals, or ST levels for example. As the end-point of ECG analysis is the extraction of meaningful physiological parameters, processing techniques should always be evaluated according to how precise these parameters are (and not only with a SNR measure). As will be seen later in the document, the success of this modelling stems form its versatility as it could be used as the basis of many analysis techniques.

Mathematical representation

The ECG is a pseudo-periodic signal, with a pattern (cardiac cycle) repeating itself with a relative stability. [START_REF] Mcsharry | A Dynamical Model for Generating Synthetic Electrocardiogram Signals[END_REF] showed that each heartbeat (or cycle) can be modelled as a sum of Gaussian waves, and are therefore governed by a set of dynamical equations.

The first part of the modelling paper was dedicated to the creation of a realistic heart rhythm, or the pseudo-periodicity of the ECG. The simulation of such rhythm has been the focus of the 2002 Physionet/CinC challenge. Interested readers are referred to the original paper [START_REF] Mcsharry | A Dynamical Model for Generating Synthetic Electrocardiogram Signals[END_REF]. The most important point for the ECG modelling is the creation of a variable ω, which represented the speed of the dynamical system.

As explained earlier, a typical heartbeat consists in a series of deflections. Each of these characteristic waves or components can be modelled as sum of multiple Gaussian waves, and it has been shown that two Gaussians can represent accurately each of the P and T waves, while three Gaussians are necessary for the modelling of the most easily distinguishable peak of the ECG, namely the QRS complex. A total of seven Gaussian waves have therefore been shown to be required for a proper approximation of the ECG morphology [START_REF] Clifford | Model-based filtering, compression and classification of the ecg[END_REF].

An ECG signal can therefore be written down as a set of equations, and modelled with a finite set of parameters:

           ẋ = ρx -ωy ẏ = ρy -ωx ż = - 7 i=1 ω∆θ i b 2 i g (α i , ∆θ i , b i ) -(z -z 0 ) , (5.1) 
where ρ = 1 -x 2 + y 2 , ω is the angular speed or the speed of the dynamical system (given by the heart rhythm). z represents the ECG value in mV and α i , b i , ξ i are the amplitude, width and angular position of the i th Gaussian respectively, with ∆θ i = (θξ i )( mod 2π), where π < θ = ar ctan( y x ) ≤ π and with g(a, b, c) = a exp(-b 2 2c 2 ) representing one Gaussian wave. z 0 represents the baseline, and models the baseline wander by letting the signal evolve following a pseudo-periodical rhythm at the respiratory frequency (which is usually the main contribution of the baseline wander).

As depicted in figure 5.4, a synthetic ECG signal can be realistically generated by selecting a few parameters for the morphology of the heartbeat, more precisely twenty one (three per Gaussian wave), along with a function simulating the heart rhythm. In order to improve the realism of the generated signal it is also necessary to add one or multiple noise components. The use of Gaussian white noise has widely been suggested, for sake of simplicity. Such an approach has a huge drawback, first real physiological noise can usually not be modelled as a Gaussian white noise as it is usually a coloured noise, but also many denoising or processing techniques assume the noise to be Gaussian white noise and stress-testing them in these ideal conditions will bias the results. A multi-lead noise simulator has been suggested by Oster and Clifford (2013), by using data provided in the noise stress dataset available on Physionet. The real data is used to estimate parameters of spectrum of short portions of the noise. These parameters are then used to generate synthetic, but realistic noise. This approach has been used in FECGSyn, a freely available software for the generation of synthetic foetal ECG data (Andreotti et al., 2016, Behar et al., 2014b).

This model could be used in order to simulate realistic 12-lead ECG recordings. The model was duplicated three times in order to generate the three components of the equivalent dipole (or the VectoCardioGram i.e. the Frank leads derivations) and was projected onto a 12-lead system using a simple matrix multiplication (or the Dower transform). The omega function, simulating the heart rhythm, can then be shared between the three components as they each have the same pseudo periodicity.

Considering pathological rhythms

This model has a first obvious limitation, which is that it seems to be restricted to healthy cases. That is, the model is the repetition of "normal" cycles with the same morphology repeating itself indefinitely. It would be more interesting to be able to simulate pathological cases, with abnormal situations occurring on more or less rare occasions. Examples of such pathologies that are immediately coming to mind are T-wave alternans (with alternative T waves morphology), ischemic episodes (with ST elevation,) occurrence of Premature Ventricular Contractions (PVC) or paroxysmal AF episodes... The model has been extended such as to be able to simulate all the pathologies that have been listed above [START_REF] Clifford | An artificial vector model for generating abnormal electrocardiographic rhythms[END_REF], Oster and Clifford, 2013, Oster et al., 2015c[START_REF] Petrenas | Electrocardiogram modeling during paroxysmal atrial fibrillation: application to the detection of brief episodes[END_REF]. The possibility of the model to generate pathological cases makes it even more attractive, as one always wants to stress test novel processing techniques in such challenging conditions and that these techniques should be able to cope with pathological (otherwise they are useless in clinical practice).

The method for generating intermittent episodes is detailed in the subsection 5.2.1, whereas the extension for the simulation the morphology of f waves is presented in 5.2.2.

Simulating intermittent episodes

The problematic of pathological cases such as PVC or paroxysmal AF consists in the apparent random apparition (and disappearance) of the phenomenon. The use of probabilistic graphical models allows for the system to switch randomly" between different states. Hidden Markov Model (HMM) have extensively been suggested in the literature for the analysis of ECG signals, one can in particular cite the work of [START_REF] Moody | A new method for detecting atrial fibrillation using rr intervals[END_REF], who implemented HMM for the detection of AF episodes. The beauty of HMM is that they are generative models, that it is possible to generate or simulate signals following this apparent random switch between states.

The idea of probabilistic graphical model can be explained by a simple graph, where the different modes are represented by nodes, as depicted in figure 5.5. The nodes are connected to each other with arrows. These arrows represent the possibility of the system to pass from one state to the other. The arrow are usually weighted with the weight representing the probability of the system passing from the state j to the state i at a given time t ( or mathematically

p ij = P (State(t) = j|State(t -1) = i ).
Given that these weights correspond to probabilities, one can easily conclude that for every i , j p ij = 1, as the system has always to be in one state at any given time.

A first order Markov model can then be mathematical reduced to a single matrix representing these transitions, and called the State Transition Matrix, ST M i,j = p ij . For example, the matrix of the system represented in figure 5.5 is given by: (5.2)

How can these models be used for the generation of pathological ECG signals?

Let consider the AF case. As for healthy recordings, the simulation starts with the generation of the heart rhythm given by a RR interval time-series. Let describe a two-state system, the first describing a normal rhythm, whereas the second describes AF. The system can switch states at each new cycle, n.The model will then from one cycle to the next, whether to model a normal ECG morphology, or an AF morphology (that is an ECG for which the T wave has disappeared and is replaced by f waves -a morphological model for f waves is introduced in the next subsection 5.2.2 -). By doing so, one has simulated the apparition of episodic episodes of arrhythmia, characteristic of paroxysmal AF. Nevertheless, at this stage the mechanism of arrhythmia has not yet been simulated, as the RR interval time-series initially generated does not simulate any arrhythmia, i.e. abnormal variations of the heart rhythm.

This simulation of abnormal rhythm can be handled by another HMM model, which will adjust the length of each cycle (Oster and Clifford, 2013). Let consider a three state system, the different modes representing short, regular or long heartbeats respectively. The HMM will then attribute a mode to each heartbeat, and the RR interval is adjusted accordingly. For regular beats the original RR interval is kept unchanged, the RR interval of a short heartbeat is shortened by multiplying its value by a factor α ∼ N (2/3, 0.02), and the RR interval of a long heartbeat is lengthened by multiplying its value by a factor β ∼ N (4/3, 0.02). That is short (resp. long) RR intervals are approximatively reduced (resp. increased) by 33%. The state transition matrix has therefore to be different whether in normal or AF rhythm. These matrices can be estimated on real data, and it is afterwards possible to use them in order to detect AF episodes as suggested by [START_REF] Moody | A new method for detecting atrial fibrillation using rr intervals[END_REF]. [START_REF] Moody | A new method for detecting atrial fibrillation using rr intervals[END_REF] estimated these state transition matrices on the data from the MIT BIH arrhythmia database [START_REF] Goldberger | Physiobank, physiotoolkit, and physionet components of a new research resource for complex physiologic signals[END_REF], and the resulting matrices are given by: Short interpretations of these matrices can be given. Regarding the normal rhythm, it can be noted that the probability of staying in the regular mode is really high (96%) once in the regular mode (second column). The phenomenon of compensation after an ectopic beat is also reflected by the almost 60% chance of having a long heartbeat following a short one. The interpretation of the matrix in the AF is a bit more complicated, and highlight the chaos of this rhythm. The probability of staying in the regular mode is lower than for the normal matrix, which shows the irregularity of the heart rhythm during AF.

ST M SRL{AF } =   0.
Another probabilistic graphical model has been introduced more recently [START_REF] Corino | An atrioventricular node model for analysis of the ventricular response during atrial fibrillation[END_REF], 2013[START_REF] Henriksson | A statistical atrioventricular node model accounting for pathway switching during atrial fibrillation[END_REF]. This model is trying to simulate the behaviour of the AV node, under rapid firing from the atria due to their fibrillation. This firing rate is modelled with a Poisson distribution with a mean arrival rate λ AI , which is a parameter of the dominant frequency of AF in the vicinity of the AV node. Each excitation can then follow one of the two pathways of the AV node (short -1-with a refractory period τ 1 or fast -2-refractory period τ 2 ) with a probability of ϵ (or 1 -ϵ)

The likelihood of this excitation generating a ventricular activity depends on the length of the time since the last ventricular activity, x, and is given by:

p i (x) =        0, r < τ i λ AI (x-τ i ) τρ exp -λ AI (x-τ i ) 2 2τρ , τ i ≤ x < τ i + τ ρ λ AI exp - λ AI τρ 2 -λ AI (x -τ i -τ ρ ) , x > τ i + τ ρ , (5.4)
where τ ρ describes the maximal refractory period prolongation due to concealed conduction and/or relative refractoriness. This model is a more accurate representation of the ventricular activity rate during AF, and has therefore been suggested by [START_REF] Petrenas | Electrocardiogram modeling during paroxysmal atrial fibrillation: application to the detection of brief episodes[END_REF].

f-waves

The previous subsection was aimed at showing how intermittent pathological rhythms can be generated, and how the rhythm (i.e. the length of RR intervals) could be modified so to generate more realistic arrhythmic heart rhythm. In this subsection, the way to generate abnormal morphologies is presented.

As explained in the previous subsection, the model for the morphology of the QRST waves of the ECG signal can be modelled identically whether the heartbeat belongs to the normal sinus rhythm or AF. The only difference rests in the fact that for normal rhythm the P wave is modelled as a sum of Gaussians, while there is the need to introduce a new model for the f waves. These f waves have a different pseudo-periodicity than the rest of the ECG but also have a relative large variation of their morphology over a short period of time. This explains what it is not suited for modelling with a sum of Gaussian waves as described in the subsection 5.3.

The model for the generation of f waves has been proposed by [START_REF] Stridh | Spatiotemporal qrst cancellation techniques for analysis of atrial fibrillation[END_REF], and has been recently improved by [START_REF] Petrenas | An echo state neural network for qrst cancellation during atrial fibrillation[END_REF]. This model consists of a sawtooth signal, on which has been added a random component (in order to add to the realism of the model, as it was proved that neural networks were able to learn the predictable pattern of the initial version of the model). The model can then be written as:

f j (t) = d j (t) + ε j (t), j ∈ {X, Y, Z}, (5.5) 
where the sawtooth function d j (t) is given by:

d j (t) = I i=1 a j,i (t) sin 2πf j,0 t + i ∆f f m sin(2πf m t) , (5.6) 
where f j,0 is the dominant AF frequency in the j th direction, I the number of harmonics, ∆f the range of variation of AF frequency, and f m the frequency modulation. It can be noted that the dominant frequency depends on the direction, which simulates the fact that the dominant frequency depends on the location of measurement.

The amplitude series needs to be defined, and is computed such as the overall signal has a sawtooth shape, that is:

a j,i (t) = 2 i π a j + ∆a j sin(2πf a t) , i = 1, • • • , I, (5.7) 
with a j being the sawtooth amplitude, ∆a j the maximum amplitude deviation, and f a the amplitude modulation frequency.

Finally, the noise component, ε j (t), consists of coloured noise, that is white noise having been filtered. The filter for generation of this component consists in a double band passband filter, the first band being centred at 0.8f j,0 and the second centred at 1.2f j,0 . Interested readers are referred to [START_REF] Petrenas | Electrocardiogram modeling during paroxysmal atrial fibrillation: application to the detection of brief episodes[END_REF] for further details along with tables containing the range of values for the different parameters.

The figure 5.6 depicts simulated signals. It can be noted how irregular the RR intervals are during the AF episodes. 

Adding other pseudo-periodic components

In the previous subsections, it was showcased how the ECG signals can be modelled, even during pathological cases. The presented simulations consist of regular applications, that is usual 12-lead recordings or single lead. The noise, which usually consists of baseline, electrode motion, or muscle artefact, is in these circumstances modelled as coloured noise, or by using real noise recordings. There are however some applications, for which unusual noise superimposes onto the signal. Two examples of such applications are foetal ECG or ECG in the MRI. In the former case the noise (depending on how one is looking at the problem) consists of the maternal components, whereas in the latter case the noise consists of the MagnetoHydroDynamic effect. These components as will be seen and detailed further are also pseudo-periodic components, following the same rhythm of the ECG signal or not.

This section is detailing the Foetal ECG application, with a short introduction of the problem and a description of the model and simulator, which was made freely available on-line and called FECGSyn (Andreotti et al., 2016, Behar et al., 2014b). The section 5.4 is introducing the specificities of the acquisition of ECG (or other electro-physiological) signals in an MRI environment, and how the MHD effect has been modelled.

Foetal monitoring

Despite the first recording of foetal ECG having been performed as early as 1906 by [START_REF] Cremer | Uber die direkte ableitung der aktionstrome des menschlichen herzens vom oesophagus und uber das elektrokardiogramm des fotus[END_REF], the field of fECG is still in its infancy, mainly due to the large difficulties of recording a Foetal ECG main application consists in the monitoring of the foetal heart rate during delivery (as a replacement for Cardiotocography), in order to detect foetal distress and trigger a Caesarean section. But other applications are currently emerging, for antenatal cardiac diagnosis, with methods suggesting the use of Heart Rate Variability or either using morphological analysis for the detection of conduction pathologies such as AV node block Lakhno et al. (2017).

Foetal ECG can be recorded either in an invasive or non invasive manner. The invasive acquisition consists in "screwing" an electrode in the foetal scalp, therefore during delivery. It provides a high quality signal, but can only be used during delivery but invasive and carries a small additional risk. This technique is denoted scalp ECG. Another way of recording the foetal ECG consists in placing standard ECG electrodes on the belly of the pregnant women. The system therefore records a combination of electro-physiological signals (maternal ECG, electromyogram, and the foetal ECG,...). The Foetal ECG can be measured from the 20 th week of pregnancy until delivery. There is however a period between the 28 th and the 37 th week of pregnancy during which the quality of the signal will deteriorate, due to the formation of an additional but highly non-conductive layer around the foetus (called vernix caseosa). The cost of such a medical device is relatively low, but the complexity stems form the signal processing and analysis required for accurate extraction of the signal of interest. Figure 5.8 represents the amplitude and frequency range of the different electrophysiological signals recorded during fECG acquisitions, which reflects the difficulty of extracting the fECG components from this mixture of sources.

Interested readers are referred to two reviews detailing the field of foetal ECG analysis [START_REF] Behar | Evaluation of QT interval using non-invasive fetal ECG technology[END_REF]Clifford, 2010). One of the main limitations that has been identified in both reviews is the lack of freely available clinical data, with validated annotations. The 2013 Physionet/Cinc challenge was devoted to this problem, and allowed for the sharing of a first dataset with annotation and aimed at two objectives (extraction of foetal Heart Rate and foetal QT intervals) (Clifford et al., 2014). This is a good start, but the datasets lack pathological data, or cases of multi-foetal pregnancy. There is therefore a need for simulation of more and "interesting" cases of foetal ECG recordings. This simulator has been recently proposed and published, along with a datasets of simulated cases with a procedure of stress-testing foetal ECG extraction techniques (Andreotti et al., 2016, Behar et al., 2014b). 

Foetal ECG simulation

The abdominal recording consists as can be seen on figure 5.7 a mixture of the maternal ECG, on which the foetal ECG has been added, and with additional noise components. These noise components are highly non stationary (which is usual in biomedical applications), and can reflect the physiological changes occurring during delivery. For example, a contraction is usually accompanied by a decrease of the foetal Heart Rate, the increase of maternal Heart Rate, but also a lower SNR with higher electromyogram components. Another example of extreme noise condition lies in the fact the foetus can move (more or less freely) within the uterus of the mother, the fECG resulting might therefore change drastically as the result of this extreme baseline wander.

In order to analyse fECG, including pathological cases but also noisy situations, it is essential to create a versatile tool. Doing so is possible by using the same model for generating an electrical dipole (and therefore one heart activity), but simply duplicating it and locating it in different positions in a torso model.

In FECGsyn , it was decided to use a simple model for the human torso, a homogeneous cylinder (see figure 5.9). The maternal heart is located at a relative fixed position, but is allowed to move (small rotations and translations) in order to simulate the maternal respiration. The foetal heart is however allowed to move more freely, with complete rotation and translation freedom in the lower part of the cylinder. The software allows for generating of multiple foetal heart, in order to simulate multi-foetal pregnancy. A mixture of noise components can be generated, with the noise dipole location being located at different (and possibly different from the heart dipoles) positions in the volume. The software offers also the possibility of simulating the formation of the vernix caseosa by selecting two factors (or different levels of SNR). The SNRs are defined by the ratio of the energy of the foetal ECG on the energy of maternal ECG, but also the ratio of foetal ECG on the energy of the noise components.

This tool is essential for the simulation of pathological or rare cases, against which the foetal ECG extraction are never tested. However these clinical situations are the cases for which the methods should be robust and accurate. There is no clinical need for a foetal monitoring technique unable to cope with contractions during delivery... Andreotti et al. (2016) presented a method for testing foetal ECG extraction techniques, and generated a dataset of simulated interesting cases against which to test the analysis techniques. These cases included foetal movement, maternal and foetal Heart Rate acceleration/deceleration, uterine contractions, multi-foetal pregnancies. All these cases were generated using FECGsyn and the model presented here. 

Incorporating imaging information

In the previous section, the use of multiple dipoles for simulating multiple pseudo-periodic electro-physiological signals overlapping each others. The example of fECG presented previously introduce multiple dipoles, each of them having their own rhythm as the maternal and the foetal hearts are beating at different rhythms.There are nevertheless examples of applications for which multiple components with the exact same periodicity are overlapping on the same signal. Such an example is given by the acquisition of the ECG signals during an Magnetic Resonance Imaging (MRI) examination. An introduction of the field will be given in the next subsection, whereas a model for such recordings by using imaging information will be introduced in subsection 5.4.2.

Acquisition of ECG signals during MRI

It may seem quite eccentric to even consider recording an ECG signal during an MRI examination, nevertheless the ECG is acquired routinely in the clinical setting. There are two main reasons for such acquisitions:

1. Synchronising the image acquisition with heart activity. MRI is a relatively slow process, and multiple excitations are necessary for building an MRI image. When imaging a moving organ, such as the heart, it is therefore essential to synchronise the MRI measurements with the heart activity as shown in figure 5.10. Triggering of the MRI excitation from the detection of R waves on ECG signal is the state-of-the-art for this task [START_REF] Scott | Motion in Cardiovascular MR Imaging[END_REF].

2. Patient monitoring. Undergoing an MRI examination is a clinical act, and the patient safety is therefore the priority. [START_REF] Shellock | Radiofrequency energy-induced heating during mr procedures: A review[END_REF] has detailed a lost of circumstances under which patient monitoring is mandatory. One of the most important signal when monitoring a patient is the ECG signal, as it reflects the status of the heart (and its electrical activity).

There is therefore a need for the acquisition of ECG signals during MRI, unfortunately the environment of the MRI is probably the worst condition for the recording of an electro-physiological signal. The MRI environment consists of a complex electro-magnetic fields divided in three "independent" components:

1. RadioFrequency field. The acquisition of an image in MRI requires successive RF excitations. These RF pulses are highly energetic and are concentrated around a given frequency depending of the MRI scanner (and its static field strength). Commercial scanners use RF pulse at 64 MHz or 128MHz. As these pulses are concentrated at higher bandwidth, and do usually not overlap on the ECG signal. Nevertheless, the presence of these RF pulses require the development of specific hardware, as electronics could be damaged, and cables should be shortened or avoided as much as possible. Cables are antennas that can catch the energy of the pulses, they could therefore heat or induce burns in the patient. The shortening of the cable lead to the use of specific electrode positions, close form each other and the heart.

2. Gradients. To encode the image properly, and to image only one region or slice of interest, RF pulses are usually accompanied by a fast varying magnetic field, denoted as "gradients" in the MRI community. This term is a shortening of spatial gradient of magnetic field, and their purpose is to allow for a localised excitation of the patient. These gradients as they consist of a varying magnetic field induce an electrical field (even in the patient subject) and have to be controlled and restricted to avoid the stimulation of the patient nerves (or worse the heart). The gradients but also the induced electrical field are in the range between a few Hz to a a few tens of kHz. They overlap with the ECG signal bandwidth, and ECG recordings are therefore distorted by artefacts representing the contribution of this induced electrical field by the ECG recording device.

3. Static magnetic field. The last component of the MRI environment is the large static magnetic field, which in clinical scanners have usually a value of 1.5 or 3 T. The most obvious of the effect of this field is the attraction force on metallic objects. There is also another effect , which is less known and is called the MagnetoHydroDynamic effect. The blood is carrying electrically charged particles. These moving (flowing) electrical particles are subject to the Lorentz Force, ⃗ F , due to the presence of ⃗ B 0 , ⃗ F = q⃗ v ∧ ⃗ B 0 , where q is the electrical charge of the particle and ⃗ v its speed. This force applied on the charges induces another electrical field, which can characterised. By approximating a section of an artery by a cylinder of diameter d, the voltage V MHD across the artery is given by:

V MHD = -v dB 0 sin θ,
(5.8) with θ being the angle between the particle displacement and the magnetic field (figure 5.11). Given this simplistic model, it can be assumed that the maximal contribution of this MHD effect stems from the blood flow in the aortic arch, as it is perpendicular to the ⃗ B 0 , the size of the aortic cross-section, and the blood velocity being maximal. This extra electrical field will superimpose onto the ECG signal. The periodicity of this "artefact" is the same as the heart rhythm, as this artefact is indeed an electrical measurement of the pulsatile blood flow in the aortic arch. It was indeed proven that the main contribution of the MHD effect stems from the blood flow in the aortic arch [START_REF] Gupta | Simulation of elevated T-waves of an ECG inside a static magnetic field (MRI)[END_REF][START_REF] Tenforde | Interaction mechanisms and biological effects of static magnetic fields[END_REF][START_REF] Tenforde | Cardiovascular alterations in Macaca Monkeys exposed to stationary fields: experimental observations and theoretical analysis[END_REF]. The main distortion occurs therefore during the ST segment, preventing the detection of ischemic episodes with ST elevation measurements. The MRI environment is therefore hugely distorting the ECG signal (as can be seen in figure 5.12), and specific signal processing tools are therefore necessary and were introduced in order to cope with these distortions. Such solutions were introduced and some are presented in the next chapter 6. Interest readers are referred to an extensive review of this singular application Oster and Clifford (2017). 

Modelling of the MagnetoHydroDynamic effect

As seen in the previous subsection, the ECG is highly distorted by the different components of the MRI electro-magnetic environment. Models have been proposed for both gradient artefacts [START_REF] Felblinger | Restoration of electrophysiological signals distorted by inductive effects of magnetic field gradients during mr sequences[END_REF] and the MHD models. The problem of gradient artefacts is easier as they are independent from the heart activity, an efficient way of dealing with those consists of an Adaptive Noise Cancellation scheme. The MHD effect is more complicated to tackle, as both signals (ECG and MHD) are cardiac signals, with close sources. Moreover, the MHD superimposes onto the ECG signal, and there is no possible way of accessing a ground-truth (the underlying clean ECG signal) in order to evaluate an ECG or MHD extraction technique. The development of a model is therefore required for stress-testing techniques for the suppression of the MHD effect.

The MHD effect could be simulated by introducing a dipole, with the same rhythm than the ECG, and located slightly above the heart. The MHD dipole can also be simulated as a sum of Gaussians, however a study is required in order to assess how many waves are necessary. Existing databases are also required in order to estimate a number of parameters in order to get accurate MHD morphologies.

Different models were suggested in the literature, there are all based on solving the physical equations governing the blood flow in the aorta. Most studies in the literrature wanted to assess the impact of the magnetic field on blood velocity or pressure. These models started with geometrical model of the aorta, from a simple rigid cylinder to more complicated 3D model, and tried to solve the Navier Stokes equation given below either analytically or using numerical methods [START_REF] Gupta | Simulation of elevated T-waves of an ECG inside a static magnetic field (MRI)[END_REF][START_REF] Keltner | Magnetohydrodynamics of blood flow[END_REF][START_REF] Kinouchi | Theoretical analysis of magnetic field interactions with aortic blood flow[END_REF][START_REF] Kyriakou | Patient-specific simulations and measurements of the magneto-hemodynamic effect in human primary vessels[END_REF][START_REF] Martin | Magnetohemodynamics in the aorta and electrocardiograms[END_REF][START_REF] Tenforde | Magnetically induced electric fields and currents in the circulatory system[END_REF].

ρ ∂⃗ v ∂t + (⃗ v • ⃗ ∇) • ⃗ v = -⃗ ∇p + η∇ 2 ⃗ v + 1 µ (⃗ v ∧ ⃗ B) ∧ ⃗ B,
(5.9)

where ρ is the blood density, η its viscosity and p the blood pressure.

A similar approach was taken for the model proposed by Oster et al. (2015a). First realistic 3D models of the heart, torso and aortic arch were used. The torso and heart models were provided by the ECGSim software (van Oosterom and Oostendorp, 2004), whereas the equation for modelling the aortic arch geometry was suggested by [START_REF] Gupta | Signal processing of an ECG signal in the presence of a strong static magnetic field[END_REF], [START_REF] Gupta | Simulation of elevated T-waves of an ECG inside a static magnetic field (MRI)[END_REF]. The figure 5.13 shows the different models being used. The blood flow was not modelled by solving the Navier Stokes equation, but by measuring it experimentally. Blood flow velocity measurements has been made possible in MRI, using phase contrast imaging [START_REF] Markl | Time-resolved three-dimensional magnetic resonance velocity mapping of aortic flow in healthy volunteers and patients after valve-sparing aortic root replacement[END_REF]. It is therefore possible to characterise the blood flow across the aortic arch in the real conditions. Blood flow has been measured in four planes across the aortic arch, as depicted in figure 5.14

In order to enhance the realism of the MHD model, beat to beat variability was introduced in order to link the "strength" of the MHD model with the RR variability (as is the Stroke Volume). 

Synthesis

The methods described in this chapter were developed in the period spanning over my PhD thesis and my time as a post-doctoral research fellow in Oxford until 2016.

The main research outputs of this avenue of research consisted in:

1. A. Petrènas, V. Marozas, A. Solosenko, R. Kubilius, J. Skibarkiené, J. Oster, L. Sörnmo, "Electrocardiogram modeling during paroxysmal atrial fibrillation: application to

Chapter 6

Processing

The previous chapter was devoted to the presentation of an ECG morphological model, which proved to be flexible enough to simulated many situations, pathologies, foetal ECG or even ECG acquired during MRI. As it turns out, the model is even more powerful and can be used as the basis for a full set of analysis techniques. This chapter is devoted to the presentation of a range of processing techniques based on Bayesian filtering, and using the ECG model as the underlying representation of the system.

The first section is introducing the theory lying behind Bayesian filtering, the second section presents an application of denoising the ECG signal, whereas the last section shows how signal separation or extraction can be performed with this approach, on applications such as foetal ECG or ECG acquired in MRI.

Introduction of Bayesian filtering

Bayesian filtering is a paradigm aiming at the estimation of hidden or latent variables that control a system. Modelling this system, and deriving what is called a state-space model, is the pre-requisite for the application of this filter. The state-space model describes the evolution of the latent variables but the also link between these latent variables and the observations (or measurements) of the system. As will be seen later, Bayesian techniques are powerful tools, which offer more than only point estimates of the latent variables, but also provides information of the uncertainty of these estimations.

Bayesian filtering

Bayesian filtering relies on a state-space modelling, meaning that it is assumed the system is completely controlled by an internal state x k . The model is given by its general form by a set of two equations:

x k = f (x k-1 , u k-1 , w k-1 , k -1)
y k = g(x k , v k , k) , (6.1)
where y k is the observation vector (or measurements), w k is the state (or process) noise, v k is the observation (or measurement) noise, u k is a control (or input) vector, and finally k is the current timestamps.

The upper equation is the evolution (or process) equation, and the lower the observation (or measurement) equation. It can be noted that both f and g functions are dependent of the time (hence the input k) and can also be noted f k and g k . A time independent version of these equations can exist, and the model is then called stationary. Please note the control input u k will not be considered further in this thesis.

Bayesian filtering aims at estimating the posterior probability p(x k |y 1:k , θ k ), with θ k being the parameters of the system {f k , g k , v k , w k }. This estimation is done recursively in two steps, a prediction step estimating the prior probability p(x k |y 1:k-1 , θ k-1 ) by using the evolution equation, which is followed by correction step by using the observation equation and gives p(x k |y 1:k , θ k ). A special case of Bayesian filtering occurs when both f k and g k are linear and when the random variables are Gaussian. The problem is then called linear-Gaussian state-space model or a linear dynamical system, and the system can then be described by:

x k = A k-1 x k-1 + F k-1 w k-1 y k = C k x k + G k v k , (6.2) 
where both functions f and g are replaced by linear algebra operations (matrices).

The estimation of the posterior probability is then performed with the well-known Kalman Filter equations (or algorithm) [START_REF] Kalman | A new approach to linear filtering and prediction problems[END_REF]:

Prediction xk|k-1 = A k-1 xk-1|k-1 , R k -= A k-1 R k-1 A T k-1 + F k-1 Q w k-1 F T k-1 , Correction K k = R k -C T k C k R k -C T k + G k Q v k-1 G T k -1 , xk|k = xk|k-1 + K k y k -C k xk|k-1 , R k = (I -K k C k ) R k -, (6.3) 
where Q w k-1 is the covariance matrix of the process noise,

Q w k-1 = cov (w k-1 ) = E[w k-1 w T k-1 ], Q v k-1 = cov (v k-1 ), R k -= cov (x k|k-1 ), R k = cov (x k|k )
, and K k is called the Kalman gain.

Nonlinear Bayesian Filtering

The Kalman filter has been applied to a wide range of applications, and has been notoriously associated to the Apollo Space program [START_REF] Grewal | Applications of kalman filtering in aerospace 1960 to the present [historical perspectives[END_REF] therefore allowing humankind to land on the Moon. Nevertheless, the linear hypothesis is one of the biggest restrictions of its applications and several solutions have been proposed to overome this limitation.

One of these solutions, called the Extended Kalman Filter (EKF), consists of the linearisation of both evolution and observation equations around the current estimates. The equations 6.1 are 6.2 Denoising then linearised and rewritten as:

x k = f (x k-1 , ŵk-1 , k -1) + A k-1 (x k-1 -xk-1 ) + F k-1 (w k-1 -ŵk-1 ) y k = g(x k , vk , k) + C k (x k -xk ) + G k (v k -vk ) , (6.4) 
where

A k = ∂f (x, w, k) ∂x | x=x k F k = ∂f (x, w, k) ∂w | w=ŵ k C k = ∂g(x, v, k) ∂x | x=x k G k = ∂g(x, v, k) ∂v | v=v k . (6.5)
Using this linearised version, it is possible to get updates on the state by applying the Kalman Filter algorithm 6.3.

EKF however also has some limitations, mainly the fact that all functions are not differentiable, and as the derivatives cannot be computed, the different matrices can therefore not be estimated. A new range of Kalman Filter has therefore been introduced and called Unscented Kalman Filter (UKF) [START_REF] Julier | Unscented filtering and nonlinear estimation[END_REF]. UKF introduces σ-points (x i ) and associated weights (ω i ), which represent a deterministic sampling of the state vector. The Kalman equations are then used to propagate the first and second order of the state, where the first order of the state E[x] = i ω i x i , and the second order being R

x = i ω i (x i -E[x])(x i -E[x]) T .
The advantage of this approach is that first and second order of y = g(x) can be easily computed as

E[y] = i ω i g(x i ), and R y = i ω i (g(x i ) -E[y])(g(x i ) -E[y]) T .
Another class of nonlinear Bayesian filtering has also recently been introduced. It consists of a random sampling of the state vector, and letting these samples evolve according to the process equation and correct them according to the new observations being made. This class of techniques is called particle filters, or Sequential Monte Carlo [START_REF] Arulampalam | A tutorial on particle filters for online nonlinear/non-gaussian bayesian tracking[END_REF][START_REF] Doucet | Sequential Monte Carlo methods in practice[END_REF]. It offers the advantage of getting a more complete representation of the state vector distribution, than only taking into account the first and second orders (therefore allowing non Gaussian distributions).

Denoising

As it turns out, the dynamical model of the ECG morphology introduced by McSharry et al. ( 2003) is extremely well suited for the state-space representation, and therefore a nonlinear Bayesian approach. This was first proposed by [START_REF] Sameni | A nonlinear Bayesian filtering framework for ECG denoising[END_REF], as an excellent denoising tool.

Formulation

In order to apply the Bayesian filtering framework, the state and observation vectors needs to be defined. This design is preponderant and is offering the versatility of this approach, as will be seen by the many possible applications.

Let first define the state vector

x k = [θ k , z k ],
where θ k is the angular position in the cylindrical coordinates (or the phase in the cardiac cycle), and z k represents the ECG value in mV at time k. The state-space formalism of this technique is defined by the following set of equations:

(i) the evolution equations are given by

     θ k = (θ k-1 + ωδ) mod 2π z k = - i δ ω∆θ i,k-1 b 2 i g (α i , ∆θ i,k-1 , b i ) + z k-1 + η , (6.6) 
where ω = 2π/RR the angular speed, δ the sampling period. and α i , b i , ξ i are the amplitude, width and angular position of the i th Gaussian respectively, with ∆θ i,k-1 = (θ k-1 -ξ i )( mod 2π) and with g(a, b, c) = a exp(-b 2 2c 2 ) a Gaussian wave. (ii) the observation equations are defined by

ϕ k = θ k + v 1,k s k = z k + v 2,k , (6.7) 
The observed signals, s k is the ECG signal and ϕ k is an artificial phase signal assigned linearly from 0 to 2π between two consecutive R waves and then rescaled between -π and π.

There is therefore a need to create an artificial signal, which represents the cardiac phase. The R peaks are detected in a pre-processing step, and it is therefore assumed that this detection is possible and accurate even in noisy detections.

Parameter intialisation

The denoising technique, and the Bayesian filtering, depends heavily on a set of initial parameters. These parameters have a huge importance for the success of the technique, as they give us prior knowledge on the evolution of the signal. The main parameters to be determined are the three parameters associated to each of the Gaussian wave (α i , b i , ξ i ).

To be successfully applied, Bayesian filtering rely on a good parameter initialisation, which is usually performed on a small portion of the data at the beginning of the recording. A small number (usually 30) of ECG cycles represented as a function of the cardiac phase are stacked up. These stacks are used to determine a mean ECG template, and the standard deviation as function of the phase.

Once this mean ECG template has been estimated, it is possible to determine the Gaussian parameters by using a nonlinear optimisation algorithm, as was suggested for the offline applications [START_REF] Clifford | A novel framework for signal representation and source separation: Applications to filtering and segmentation of biosignals[END_REF][START_REF] Clifford | Model-based filtering, compression and classification of the ecg[END_REF].

Benchmarking and results

Sameni et al. have created a small dataset of ECG signals in order to assess the denoising performance [START_REF] Sameni | A nonlinear Bayesian filtering framework for ECG denoising[END_REF]. They extracted 190 30-second ECG segments from the MIT-BIH Normal Sinus Rhythm (NSR) database [START_REF] Goldberger | Physiobank, physiotoolkit, and physionet components of a new research resource for complex physiologic signals[END_REF]. These segments were selected visually, by ensuring low noise level on the segments. The MIT-BIH NSR database contains long-term recordings from 18 subjects without significant arrhythmias.

Noise was added on top of these high quality segments, by using Muscle Artifact from the MIT-BIH Noise Stress Test (NST) database [START_REF] Goldberger | Physiobank, physiotoolkit, and physionet components of a new research resource for complex physiologic signals[END_REF]. The noise amplitudes were adjusted in order to simulate different levels of noise with SNR ranging from 6 to 18dB.

The Bayesian filtering approach results were compared to state-of-the-art techniques, such as simple Finite Impulse Response (FIR) filtering, Adaptive Filtering (AF), and wavelet decomposition (WD). Different Bayesian filter techniques were also compared, as the authors implemented Extendended Kalman Filter (EKF), Extended Kalman Smoothing (EKS), and Unscented Kalman Filter (UKF). The results obtained on this small dataset are assembled on table 6.1.

The results demonstrated that the Bayesian filtering approaches outperform other techniques, especially in low SNR situations. It was also shown, that EKS gave best denoising results. Sameni et al. have also studied the effect of adaptive nosie covariance parameters in order to cope with non stationary noise levels, and interested readers are referred to their paper [START_REF] Sameni | A nonlinear Bayesian filtering framework for ECG denoising[END_REF].

Signal Extraction

In the previous sections, we have demonstrated the power of a model-based approach for the analysis of the ECG, for a better denoising but also for the estimation of some clinical parameters. SNR (dB) Input 6.0 12.0 18.0 FIR 5.9 9.7 11.7 AF 5.0 5.4 5.5 WD 6.9 12.9 18.9 EKF 10.0 14.1 18.8 EKS 12.0 15.5 19.5 UKF 9.5 13.8 18.7

Table 6.1: SNR Results for the denoising with real muscle artifacts [START_REF] Sameni | A nonlinear Bayesian filtering framework for ECG denoising[END_REF].

In the previous applications, no prior knowledge on the noise has been added in the state-space equations, and the observation noise was a simple additive noise. However for some applications noise level could be higher, and could more structured than simple white or coloured noise. In this section, we will describe the extension of the model-based approach for problems such as source separation. We will therefore assumed that the "noise" has a pseudo-periodical structure as has the ECG. This pseudo-periodicity could be either identical or different from the ECG rhythm, that is the noise rhythm might be different from the cardiac rhythm.

Problem formulation

Some applications imply the simultaneous acquisition of multiple pseudo-periodical biosignals at once. These signals will therefore overlap, and for an accurate analysis of the signal of interest it will be necessary to separate all the sources. Different approaches have been suggested for source separation in biomedical applications, one of the most popular consists in applying ICA and relies on the assumption that each of the sources are statistically independent [START_REF] James | Independent component analysis for biomedical signals[END_REF]. It is nevertheless possible to make stronger assumptions on the underlying sources, [START_REF] Sameni | Multichannel electrocardiogram decomposition using periodic component analysis[END_REF] have suggested a semi-blind approach using some prior knowledge on the rhythm of the biosignal to be analysed.

It is possible to make some stronger assumptions, and to imagine that the rhythm of both noise and signal are known, and that both their template can be estimated. Based on these assumptions, it is possible to apply the model-based filtering for an online estimation of the contribution of each of these sources. The state vectors have therefore to be extended, in order to integrate the parameters of the pseudo-periodical noise. The parameters for this state-space formalism are:

x k = [θ z k , θ n k , z k , n k , {α z i,k }, {b z i,k }, {ξ z i,k }] y k = [ϕ z k , ϕ n k , s k , s k ] w k = [ω z , ω z , η z k , η n k , {ε α,i }, {ε b,i }, {ε ξ,i }, {α n i,k }, {b n i,k }, {ξ n i,k }] v k = [v 1,k , v 2,k , v 3,k , v 4,k ],
(6.8) which gives rise to the following process equations

                                   θ z k = (θ z k-1 + ω z δ) mod 2π θ n k = (θ n k-1 + ω n δ) mod 2π z k = z k-1 - i δ ω z ∆Θ i,k-1 (b z i,k-1 ) 2 g α z i,k-1 , ∆Θ i,k-1 , b z i,k-1 + η z k n k = n k-1 - i δ ω n ∆θ i,k-1 (b n i ) 2 g (α n i , ∆θ i,k-1 , b n i ) + η n k α z i,k = α z i,k-1 + ε α,i b z i,k = b z i,k-1 + ε b,i ξ z i,k = ξ z i,k-1 + ε ξ,i
, (6.9)

and the observation equations

             ϕ z k = θ z k + v 1,k ϕ n k = θ n k + v 2,k s k = z k + n k + v 3,k s k = n k + i g α z i,k , ∆Θ i,k , b z i,k + v 4,k , . (6.10)
It is interesting to note the observation equations have been extended as well. The presence of this fourth equation can be explained by a drifting phenomenon when this extra observation equation was missing, separation of the contribution of each sources on a new observation. Some instabilities were leading to a drift on the signal and noise components. The idea behind the fourth equation is that a first "rough" approximation of the pseudo-periodical noise could be performed by suppressing the signal template from a new observation, that is

s k -i g α z i,k , ∆Θ i,k , b z i,k = n k + v 4,k
. This rough estimation could then be used in a second time to estimate the signal contribution z k , by suppressing the rough estimate of the noise form the new observation. The elegance of the Bayesian filtering approach allows to replace this iterative process by a single step, by adding this fourth equation. In order to account for the fact, that this extra-equation is a rough estimation of the noise component and less precise that equation two, one has only to increase the uncertainty of this equation, that is setting a higher noise covariance for v 4 than v 3 .

Benchmarking and results

This approach has already been applied to two problems. The first one consists in the acquisition of ECG during an Magnetic Resonance Imaging examination Oster et al. (2013). During such a procedure, the patient is located in a high static magnetic field. The movement of electrically charged particles, ions inside the blood flow, creates an electrical field which is picked up by the electrodes. This phenomenon, called MagnetoHydro-Dynamic (MHD) effect, superposes onto the ECG signal. The MHD effect is synchronised with the ECG, as the heart's electrical activity is triggering its contraction and therefore the blood flow. For this problem, there is no need to introduce ϕ n k , as the same phase variable could be used for both the signal (z k ) and the "noise" (n k ).

The performance of this approach was assessed on a very small subset of simulated pathological cases, using an in-house MHD generator Oster et al. (2015c). The inversion of the T wave was simulated in one of these cases. It was assessed whether it is possible to automatically detect this inversion, the results are depicted on figure 6.2. It can be seen that the T wave inversion has been automatically detected fifteen cycles after the inversion. The second application consists in the extraction of the foetal ECG signal from abdominal signals Behar et al. (2014a). These abdominal signals contain a mixture of both maternal ECG and foetal ECG, and it is therefore necessary to introduce the extra phase signal (ϕ n k ), as the foetal cardiac rhythm is usually in the order of magnitude of twice the maternal ECG. The performance of this approach was assessed with SNR and QT interval measurements on a small dataset of simulated data, by using an in-house simulator Behar et al. (2014b), which is available on PhysioNet [START_REF] Goldberger | Physiobank, physiotoolkit, and physionet components of a new research resource for complex physiologic signals[END_REF]. The Bayesian filtering approach outperformed other techniques, with a 14.1dB SNR improvement and a median absolute error on QT measurements of 4.0ms, well within the manual annotation error range.

Synthesis

This chapter was devoted to the description of an elegant model-based filtering solution for the analysis of ECG signals. This approach has been show to be particularly well-suited for the denoising of ECG signals acquired during MRI with accurate suppression of both main MRI induced artefacts: Chapter 7

Classification

This chapter is devoted to the use of ECG signals as the input for different classification tasks. In the first section, I demonstrate how the versatile ECG model can be used for the classification of heartbeat, while the second section describes how classical machine learning and deep learning can be used for the identification of AF on a large population.

Detection of pathological beats

As described in the previous chapter, the ECG model-based filtering has been shown to be a powerful tool for the processing and analysis of ECG signals. Nevertheless, the performance of the different techniques relies on feeding the system with the correct prior knowledge, that is the morphology of the beats. However, the ECG can also be pathological, and therefore contains beats with a different morpohology. The accuracy of the denoising and any other analysis would be greatly affected by such beats, and necessitate an improvement to the approach.

Bayesian filtering is a very versatile tool, in that it not only allows for estimating the hidden variables, but also informs on the level of confidence in these estimations. It offers the possibility to assess how a new observation is likely to have been generated by the ECG model and its given parameters. Bayesian filtering, relying on this property, have been proposed for novelty detection, that is detecting unexpected measurements in a time-series [START_REF] Pimentel | A Review of Novelty Detection[END_REF]. In our context, such an approach could therefore be used for the detection of noisy segments or episodes, but also pathological beats. This was the approach suggested by [START_REF] Sayadi | Robust detection of premature ventricular contractions using a wave-based Bayesian framework[END_REF] in order to detect Premature Ventricular Contraction, for whom the ECG morphology is different from the normal beats, which have been parametrised. This technique is interesting, able to detect non-normal beats, but the processing or analysis of such beats is not possible as no prior information is known for such beats. Some patients have very pathological rhythm, and the amount of pathological beats can be high (50% in case of bigeminy). An approach, which deals with such beats as being extremely unlikely and rare events, is therefore not optimal. It is thus necessary to extend this methodology to model pathological beats as well. Switching Kalman Filters (SKF) [START_REF] Murphy | Switching Kalman Filters[END_REF] offers the possibility for such an extension, where the morphology of the normal and pathological beats can be modelled as different modes, and the mode with the highest likelihood over a given cardiac cycle can be selected. In this section, the heartbeat classification and filtering technique suggested in Oster et al. (2015b) will be described.

Switching Kalman Filters

Bayesian filtering offers more than just a point estimate of the state vector. At each step, not only the latent variable estimate is updated, but also the uncertainty of this estimate (or the spread), which is given by the covariance matrix. Given the parameters of the state-space model, it is also possible to estimate the likelihood of a new observation having been generated by a given model, i.e. p(y k |x k , y 1:k-1 , `k ). It is therefore possible to estimate how likely a new observation has been generated by the given state-space modelling. In a system, where the state vector could jump between a finite number of modes (and be modelled with different state-space models), it would be possible to estimate the mode being the most likely to have generated a given observation. Such an approach is called Switching Kalman Filter (SKF).

SKF can be seen as an extension of Hidden Markov Models (HMM) [START_REF] Murphy | Switching Kalman Filters[END_REF]. As for HMM, there are (generally) finite number of latent states, called mode, and one aims at detecting the most likely latent mode from a set of observations. Nevertheless, SKF is more "advanced" than HMM, since each mode can be modelled by its own state-space formalism as a linear (or non-linear) dynamical system. In this section, we will briefly introduce the mechanism of SKF allowing for the selection of the most likely latent mode.

Let call

C (i)
k the observation matrix of the i th mode, such that

y k = C (i) k x (i) k + G (i) k v (i) k and let denote Q v (i) k = cov (v (i)
k ), the covariance matrix of the observation noise. The innovation at time k, is denoted

ỹ(i) k = y (i) k -C (i) k x(i) k and R (i)
ε,k its covariance matrix, which can be computed with:

R (i) ε,k = G (i) k Q v (i) k G (i) T k + C (i) k R (i) k -C (i) T k , (7.1) with R (i)
k -being the prior state covariance matrix, which is computed step by step during the Kalman filter algorithm.

The residual likelihood for the i th mode, l k (i ), can then be computed by:

l k (i ) = 1 α 1 2π det(R (i) ε,k ) exp(- 1 2 ỹ(i) T k R (i) -1 ε,k ỹ(i) k ), (7.2)
with α being a normalization factor, so that i l k (i ) = 1.

Monitoring this likelihood allows to select the most probable mode to have generated the new observations. Section 7.1 will show how this theory can be applied to ECG analysis for the detection of ventricular rhythms.

Problem formulation

Let assume that a given number M of modes, which represent the morphology of each of the main type of heartbeats for one patient, is known. These morphologies being known, it is possible to estimate the state-space models for each of these modes. These M different Bayesian filtering can be run in parallel, and the likelihood can be computed for each new measurement as described in equation 7.2. Standard SKF allows to switch modes for every new samples, but physiologically such a switch only occurs at the start of a new heartbeat, that is the mode remains the same over a whole cardiac cycle. In order to simulate this behaviour, the mode cycle likelihood (l C ) computed over the cardiac cycle is given by:

l C (i ) = k 2 k 1 exp ( ϕ k -π/3 σ θ ) 2 × l k (i )dk, (7.3)
where ϕ is the artificial observed phase signal, k 1 is the sample such that ϕ k 1 = -π and k 2 defined such that ϕ k 2 = π, and σ θ is a parameter defining the width of an exponential window. The classification of the heartbeats is therefore achieved by selecting the mode with the highest cycle likelihood (l C ).

However, the ECG signals can be corrupted by noise or artefacts, or they might be some very unusual or rare events, which cannot be modelled easily. The SKF technique can be extended in order to allow some flexibility by including the possibility for novelty detection. Taking inspiration from [START_REF] Quinn | Factorial Switching Linear Dynamical Systems applied to Physiological Condition Monitoring[END_REF] , an extra mode was introduced and called X-factor. The X-factor is a mode for which no prior information on the dynamics of the heartbeat is incorporated. The X-factor only relies on the smoothness of an ECG signal, and attacks the filtering problem with a target tracking angle. The ECG value is assumed to be the target, whose position (x k ) is evolving according to its speed (dx k ), which is modelled as following a random walk. The state-space formalism can be written as follows:

(i) evolution equations   

x k = x k-1 + dx k-1 f s + ν 1,k dx k = dx k-1 + ν 2,k , (7.4)
f s being the sampling frequency, and ν k being the state noise.

(ii) observation equations

s k = x k + v 1,k , (7.5)
s k being the observed signal (ECG) and v 1,k the observation noise.

The SKF is finally run over M + 1 modes, and for each heartbeat the mode with the highest cycle likelihood is selected.

Parameter initialisation

In the previous subsection, we have assumed that the different modes were known, and that Gaussian parameters have been initialised properly. The procedure for this semi-automatic initialisation is described here.

First, the ECG signal has to be segmented around the R-peaks, which are detected using standard detection algorithms. The segmentation is performed by mapping the RR intervals to a cyclic phase as described in [START_REF] Sameni | A nonlinear Bayesian filtering framework for ECG denoising[END_REF], each cycle is then segmented from -π to π radians.

Let assume that a dominant class (heartbeat) and its typical morphology is known, if not this dominant class is supposed to be the first heartbeat of a given signal. Each new heartbeat is then compared to the dominant class morphology using a cross correlation measure. If this value is over a given threshold, t c , then the heartbeat is added to the dominant class. If not, a new class containing this new heartbeat is created. Subsequent cross correlations are then performed on both classes. If the cross correlation is not above t c for either of the two new groups, then the heartbeat is put in a third class. This process continues for all heartbeats.

At the end of this step, all the heartbeats have been assembled into different clusters. Only the relevant modes are kept for the estimation of the Gaussian parameters. The relevant modes are determined by counting the number of cycles in each cluster, and keeping only the clusters with a given number of cycles (t r ). The Gaussian parameters for each of the relevant modes are then estimated using the same process as described in the subsection 6.2.2.

The different classes have therefore been parameterised at this stage, and the only missing parameter is their label, that is whether the heartbeat is ventricular or normal. This labelling relies on the cardiologist or local expert to interpret the type of each cluster, although automated approaches could also be possible. For instance, a heartbeat classifier based on features such as QRS width could be used [START_REF] Llamedo | An automatic patient-adapted ecg heartbeat classifier allowing expert assistance[END_REF], followed by a majority voting among all the heartbeats constituting a cluster.

Benchmarking and results

The method was assessed with respect to the performance of ventricular heartbeat classification. Confusion matrices were created for the SKF approach on a test sets (DS2 of the MIT-BIH arrhythmia database) separated from the train set. The proposed SKF approach was compared to state-of-the-art beat classification techniques described by [START_REF] De Chazal | Automatic Classification of Heartbeats using ECG Morphology and Heartbeat Interval Features[END_REF], [START_REF] Llamedo | Heartbeat Classification using Feature Selection driven by Database generalization criteria[END_REF], and the two techniques described in [START_REF] Llamedo | An automatic patient-adapted ecg heartbeat classifier allowing expert assistance[END_REF]. Although these techniques provide complete heartbeat classification, we have only considered their capability of ventricular beat classification, in order to compare with the SKF approach presented in this article.

The proposed technique detection of ventricular beats was assessed using the sensitivity (Se) and positive predictive values (+P ) as suggested in ANSI/AAMI:EC57 ( 2012), but also in terms of a 0.12% of the heartbeats were not classified. b 3.2% of the heartbeats were classified as X-factor, and therefore discarded for the computation of these statistics.

* These techniques are completely automatic.

‡ 12 cluster centroids were annotated by an expert.

† An average of 3 cluster centroids were annotated by an expert, with a 5 th percentile of 1 beat and a 95 th of 6 beats.

F 1 (which is the harmonic mean of Se and +P , and penalises False Positives and False Negatives equally).

The results are assembled in table 7.1. It can be seen that the SKF results are higher than the other state-of-the-art techniques, the scores could even be improved if the Fusion beats were considered separately. Interested readers are referred to Oster et al. (2015a) for further results and analysis. Examples of the processing are depicted in the figure 7.1. A special emphasis on the interpretation of the X-factor and his role as signal quality index has been put in another book chapter Oster and Clifford (2015).

Rhythm classification: AF detection

The automated detection of AF has an extensive literature, recently reviewed from an engineering perspective by [START_REF] Sörnmo | Atrial Fibrillation from an Engineering Perspective[END_REF]. AF is characterised by a highly irregular ventricular response (or heart rate), but also by ECG morphological changes such as the presence of small f-waves (small oscillations with a dominant frequency around 5Hz with amplitudes of few µV ), which replace the P wave. In this section, I will describe how a classical machine learning with specifically designed hand-crafted features, a deep learning model, and a hybrid model combining both models can deal with this problem of AF detection.

Rhythm classification, Atrial Fibrillation

Classical Machine Learning

This technique takes inspiration from Colloca's technique [START_REF] Colloca | A Support Vector Machine approach for reliable detection of atrial fibrillation events[END_REF]. For many real applications, such as mHealth or recordings during exercise, the presence of high level of noise (for instance of muscle artefacts) renders the accurate extraction of f-waves impossible. So the proposed technique was designed to focus only the ventricular response or rhythm. It was decided to restrict the analysis to only five features: the first consists in a coefficient derived from the sample entropy of the RR-interval time series, denoted COSEn and proposed by [START_REF] Lake | Accurate estimation of entropy in very short physiological time series: the problem of atrial fibrillation detection in implanted ventricular devices[END_REF]. The four other features are presented by [START_REF] Sarkar | A detector for a chronic implantable atrial tachyarrhythmia monitor[END_REF], and are derived from the Poincaré representation of the RR-interval time series. This Poincaré representation space is then divided in several bins following a Union-Jack pattern, and the number of heartbeats in each bin is counted. We included the evidence of AF (AFE), which is a combined coefficient of three subfeatures and was proposed by the authors for the classification of AF [START_REF] Sarkar | A detector for a chronic implantable atrial tachyarrhythmia monitor[END_REF]. We also included the following three subfeaures: (i) the numbers of beats in the Origin bin (OrC), The top row contains the ECG signal with both the raw signal (solid line) and the denoised signal (dashed line). The second row shows the class likelihood for each mode: normal beat (solid line), ventricular beat (dashed line) and X-factor (dash-dotted line). The example on the bottom highlights an example of ventricular beat classification, and the example on the top highlights an example of a noisy segment classified as X-factor.

representing the number of normal heartbeats; (ii) Irregularity Evidence (IrE), which counts the number of irregular heartbeats; and (iii) Premature Atrial Contraction Evidence (PACE), which counts the number of heartbeats which seem indicative of atrial arrhythmia. The features based on the heart rate were excluded given the inherent presence of tachycardia during exercise. A SVM with a radial basis function (RBF) kernel was used as the classifier, which was trained on the 2017 PhysioNet/Computing in Cardiology challenge training dataset [START_REF] Clifford | Af classification from a short single lead ecg recording: the physionet/computing in cardiology challenge 2017[END_REF]. The classifiers were trained using cross-validation. Random search was performed to determine the SVM hyperparameters: soft margin constant C and RBF kernel hyperparameter γ.

The AF detector was suggested for the analysis on windows of the ECG signals (around 1-minute long). The use of a sliding window could however introduce an increase in the false positive rate, especially as the SVM classifier was trained to allow for the detection of short episodes of AF (or occult paroxysmal atrial fibrillation). Nevertheless, the shorter the AF episodes targeted, the more likely the classifier is to detect noisy episodes as well as other types of arrhythmia [START_REF] Petrėnas | Detection of occult paroxysmal Atrial Fibrillation[END_REF]. The proposed method was therefore finally applied to the whole ECG recording instead of being applied to sliding windows.

Deep Learning Model

A deep-learning (DL) approach, combining convolutional and recurrent networks, was trained on the 2017 PhysioNet/Cinc challenge dataset and obtained a score of 0.85 during cross-fold validation using the same training set. This work was done by a MSc student, Nora Vogt, during her thesis under my co-supervision [START_REF] Vogt | Cnns, lstms, and attention networks for pathology detection in medical data[END_REF].

The network architecture consisted in a standard convolutional neural network (CNN), with 15 layers of a block with Batch Normalisation, a convolution layer, a ReLu activation layer and average pooling. The CNN was followed by a Long Short-Term Memory (LSTM) network with 64 hidden units. This network contained about 3.7 million parameters to be optimised. Some of the novelty of her work consisted in the use of a two-stage procedure for the training of the overall network. In a first step, the CNN was trained by replacing the LSTM with Global Max Pooling. This enabled the CNN to learn a good representation of the ECG signal. The second step consisted in training the LSTM layer, while also fine tuning the CNN (by adjusting the learning rate).

Hybrid model

The use of hybrid models, that is combining a DL model with hand-crafted features and the aggregation of multiple entries was shown to be able to increase the classification performance for the 2017 PhysioNet/Computing in Cardiology challenge [START_REF] Clifford | Af classification from a short single lead ecg recording: the physionet/computing in cardiology challenge 2017[END_REF].

The DL model was therefore combined with the SVM-based approach, with an ensemble (or voting) approach. Unanimous voting is needed to identify a subject with AF, and the method will later be denoted as "hybrid". This approach is equivalent to the combination of a high sensitivity screening tool with a second technique with a high Positive Predictive Value (PPV) for discarding most of the false detections.

Data and annotations

Data

The aim of the study is to evaluate the posibility to automatically identify AF patients on a large population. The method was evluated on a large database, namely the UK Biobank for which 77,202 ECG signals were available acquired from 75,778 individual subjects [START_REF] Sudlow | UK Biobank: an Open Access resource for identifying the causes of a wide range of complex diseases of middle and old age[END_REF].

Manual annotations were not available, and given the size of the database it was not possible to ask expert cardiologists to annotate all recordings. A subset of the UK Biobank data was first selected for manual annotations by three experts. Automated AF detection algorithms were then trained on the 2017 PhysioNet/CinC challenge database and then evaluated on the subset of manually annotated UK Biobank data. The proposed methodology is illustrated in figure 7.2. 

Data

Two expert cardiologists visually analysed and manually annotated a subset of 450 "randomly" ECG recordingss. Finally, a third expert was invited to adjudicate whenever there was a discrepancy between the AF annotations of the first two experts.

The 450 subjects were then classified in three groups:

1. Atrial Fibrillation, when there is at least one AF episode.

2. Other rhythm, when there is at least one episode of ventricular or atrial ectopics.

3. Normal rhythm in all other cases.

The inter-observer agreement between the first two experts, who acted independently, was evaluated with Cohen's Kappa coefficient, with special emphasis on the AF annotations (cf. table 7.2). The Cohen's kappa coefficient for inter-observer agreement on AF was 0.78. On this small subset, experts disagreed for 23 subjects with suspected AF episodes (out of 450). Further analysis showed that the disagreement came from potential AF episodes in short and noisy segments. The adjudication process identified 3 additional subjects with suspected AF.

The final expert annotations in this study classified 52 subjects with AF out of 450 subjects.

P obs2 N obs2 P obs1 49 8 N obs1
15 378

Table 7.2: Inter-observer agreement on the annotation of AF rhythm, where P obsi (resp. N obsi ) stands for positive (resp. negative) subjects as identified by the i th expert

Results

The DL technique outperforms the classical SVM method with hand-crafted features in terms of Sensitivity. Applying the SVM-based classifier on the whole record does significantly decrease the number of false positives, with a PPV of 83.3%, and leads to an increased F1 score (80%) despite a reduction in the sensitivity (77%). As shown by [START_REF] Clifford | Af classification from a short single lead ecg recording: the physionet/computing in cardiology challenge 2017[END_REF], combining several techniques increases the overall performance, with the hybrid model reaching an F1 score of 85%. Cohen's Kappa coefficient for the hybrid method is 0.83, which is similar to the inter-observer agreement reached by two experts on the same, which demonstrates the usability of the approach in real applications. The confusion matrix for the combined method is given in table 

Method

Synthesis

This chapter presented some of the work done during my time as a postdoctoral research fellow at the University of Oxford. I first demonstrated how the model-based Bayesian filter could be extended in order to work as a ventricular heartbeat classifier. This was made possible through the use of a switching Kalman filter approach, where it was possible to select the ECG dynamical model that most likely generated the measurements. A second important contribution of this period consisted in the development of an hybrid model (hand-crafted + DL) for the detection of AF subjects among a huge database of ECG signals You are today where your thoughts have brought you; you will be tomorrow where your thoughts take you.

James Allen

The focus of my research is the use of modeling and signal-processing methods to extract novel clinical parameters from large databases of physiological signals, and the use of machine-learning techniques to provide predictive actionable information to clinicians. I have been applying these techniques to electrocardiographic (ECG) (and other physiological) data for more than 10 years.

My research project consists in developing novel machine-learning techniques combined with and/or inspired by modelling in order to create interpretable automatic decision-making systems in healthcare, with a particular focus to cardiovascular health data.

Clinical assessment of the cardiovascular heath requires the acquisition of multimodal data, two of the most important modalities being Magnetic Resonance Imaging (MRI) and ECG. I therefore aim at developing tools for the joint analysis of electrophysiological and imaging data. To reach this goal, it is important to develop an efficient representation for both imaging data, and electrophysiological data. These representations will then be used as a starting point for unravelling a joint representation of this multimodal data, therefore representing the physiological phenomenon in a personalised manner.

These techniques and representations of data will offer solutions for concrete clinical problems such as better risk stratification for patients, whether for Atrial Fibrillation catheter ablation outcome prediction, and the risk of presenting Ventricular Tachycardia (VT). This research project aims at finding new ways to fuse the information provided by the MRI and the cardiac physiological information provided by signals such as ECG (or Electrograms -EG-). This project is divided in three complementary axis focusing on:

1. the analysis of electrophysiological data, 2. the analysis and reconstruction of MR images by accounting for motion, and 3. investigating cutting edge machine learning approaches for bimodal representation of electrophysiological and imaging data.

Chapter 8

Analysis of electrophysiological data

Electrocardiogram

Deep learning has shown great potential for the automated analysis of ECG signal as demonstrated by cardiologist-level performance for arrhythmia detection [START_REF] Hannun | Cardiologist-level arrhythmia detection and classification in ambulatory electrocardiograms using a deep neural network[END_REF]. The development of such approaches requires large amount of data, as no prior knowledge (with the crafting of features performed by experts) is incorporated in the model. The model has therefore to learn from scratch how to represent the the ECG data in such a way to understand the underlying rhythm or pathology. The existence of worldwide competitions, such as the Computing In Cardiology/ PhysioNet challenge, are of tremendous help as they allow for the sharing of big datasets of annotated data. Both the 2017 and 2020 CinC/PhysioNet challenges focused on the classification of heart rhythm from short ECG segments, and these challenges have given researchers around the globe acces to shor ECG segments for more than 50,000 patients. Researchers have therefore been able to develop and test several CNN models for the automatic detection of arrhythmia and other cardiac abnormalities.

Most existing methods apply a deep convolutional classification network with a final global output layer to a fixed-length window of a single ECG and are able to learn a multi-scale latent representation of the electrophysiological signal, as has been suggested by [START_REF] Hannun | Cardiologist-level arrhythmia detection and classification in ambulatory electrocardiograms using a deep neural network[END_REF]. We have also started to experiment developing Convolutional Neural Network (CNN)-based approaches [START_REF] Vogt | Cnns, lstms, and attention networks for pathology detection in medical data[END_REF] for the automated classification of rhythm for short ECG signals (either single lead or 12-lead signals). We worked on new models that leverage forms of recurrent neural networks (RNN), allowing us to incorporate temporal information and therefore improve the detection of abnormal rhythm Clifford et al. (2017) (fig. 8.1).

Nevertheless, such abnormal rhythm can be paroxysmal, meaning that short episodes of abnormality can be found in longer recordings. I will be working on attention models [START_REF] Zhao | Diversified visual attention networks for fine-grained object classification[END_REF] for CNN-based ECG arrhythmia analysis, our method will enable the automatic detection and accurate localisation of arrhythmic events. An interesting avenue of research will consist in inves- tigating Transformers model [START_REF] Vaswani | Attention is all you need[END_REF], which have been recently succesfully proposed for ECG signal analysis [START_REF] Natarajan | A wide and deep transformer neural network for 12-lead ecg classification[END_REF]. Contrary to what has been done and studied at the moment, I aim to emphasise on the study of long ECG recordings, especially Holter or wearable devices. A collaboration has already been initiated on this topic, with long-time collaborator (Prof Joachim Behar) at the Technion Institute of Technology (Haifa, Israel). (P. Aublin's PhD thesis will be focused on this topic.)

Representation Learning

As detailed in the previous section, DL solutions require to be trained on large datasets, which need to be curated, cleaned, and most importantly annotated. There exists currently to my knowledge no large datasets of ECG signals with annotations other than a global label containg presence of arrhythmia or other abnormalities such as myocardial infraction and so on.

However there exists many clinical applications which could benefit hugely form DL approaches in order to automate the ECG analysis or provide help or assistance for the clinical decision. One can for example think of automatically detecting R peaks for heart rate monitoring, ECG delineation for the automated extraction of known biomarkers such as QT intervals for the clinical studies on drug toxicity, or ST level for post myocardium patients or primary Percutaneous Coronary Interventions. Manually validated annotations performed by expert clinicians at the scale required for the training of DL models would be near to impossible to collect given the enormous amount of time needed for such annotation. It is therefore essential to find alternative ways of training DL models for solving the aforementionned clinical problems but with fewer annotations.

I will therefore be investigating the use of self-supervised (or semi-supervised) methods as a pre-training of different models that will be transferred for the analysis of electrophysiological signals.

Representation learning is currently a hot topic in the machine learning community as the availability of large annotated datasets is scarce (especially biomedical data), and even for tasks such as image recognition (for which large annotated datasets are available) the use of self-supervised techniques allows for performance on par with fully-supervised techniques by training on fewer annotated data, but also builds more robust models with better generalisability and less sensible to transformations. One class of self-supervision techniques consists in contrastive learning, where a set of transformations are applied to the initial data, and positive or negative pairs are clustered together or discriminated using a specific contrastive estimation loss. One of the most popular examples of contrastive learning is SimCLR, which has been introduced for learning visual represention [START_REF] Chen | A simple framework for contrastive learning of visual representations[END_REF]. And contrastive learning has recently also been suggested for electrophysiological signals, namely ECG signals, with the so-called CLOCS technique Kiyasseh et al. (2021a). The elegance of CLOCS relies on benefiting from the multiple views of the same phenomenon offered by multiple leads of the ECG time-series on 12-lead ECG databases. The representation learnt using CLOCS is therefore independent from the recorded lead, which offers robustness for mHealth single lead applications for which lead positioning can be faulty, or MRI acquisitions with the use of nonstandard leads positioning.

Another exciting self-supervised technique is BYOL, which is an iterative training of two models; one for the update of targets used for the training of an enhanced representation, and which was shown to be outperforming SimCLR for visual representation and does not require negative examples [START_REF] Grill | Bootstrap your own latent: A new approach to selfsupervised learning[END_REF]. A final interesting avenue of research consists in leveraging the availability of large sets of weakly annotated physiological data in order to develop a deep learning model for multiple tasks, such as rhythm classification for ECG signals, sleep staging for EEG, and so one. The main aim of this multi-task pretraining is to uncover a latent representation of these electrophysiological time-series which will be transferable to signals acquired in an MRI environment. Such approaches have already been suggested for ECG signals [START_REF] Sarkar | Self-supervised ecg representation learning for emotion recognition[END_REF], and more interestingly an extension of the CLOCS techniques has also been suggested for clustering and attribute retrieval, and allowed to further benefit from the usual availability of weak labels or attributes (such as gender, age and some pathology classes) Kiyasseh et al. (2021b).

These techniques will be particularly helpful for the training of models for the analysis of signals and applications for which acquisitions are scarce, this can be either because of the use of a specific sensor (newly developed ECG patches with specific positions and signal quality) or with very limited clinical application (ECG in MRI). A collaboration has been started with Prof Gari Clifford (Emory University, Georgia Tech, Atlanta, USA) to investigate these approaches for the analysis of electrophysiological signals in MRI.

Interpretability

Machine Learning techniques, more specifically Deep Learning, have been touted as a major breakthrough for healthcare. It is namely envisioned that such techniques will be able to make sense and extract useful information out of the huge trove of medical data routinely acquired by physicians in hospital, in their practice, but also at home with the explosion of medical wearable solutions. This data is currently being under-used, either because clinicians cannot spent enough time to analyse this data or because existing image or signal-based biomarkers are not powerful enough. However, one of the main explanations behind the slow uptake of ML or DL based techniques in medicine lies in the fact that clinicians do not want to blindly rely on automated tools, and want to be provided with explanations along with the diagnosis in diagnostic support systems.

One of the major drawbacks of modern ML and DL lies in the absence or difficulties to interpret how the model is taking his decisions. I will therefore focus on developing new tools in order to better understand how the developed model is making its choice. Several small projects have already started exploring this avenue of research.

A first technique was developed for the interpretability of classical machine learning models, and was applied for the classification of heart rhythm from short single-lead ECG signals Rouhi et al. (2021). In this study, we explored how different global and local explanation techniques can be implemented for classical ML models for both feature selection, and provide an explanation of the decision making process. We showed that SHapley Additive exPlanations (SHAP) values were able to provide a more compact model, and serve as an efficient feature selection technique. But most importantly, SHAP values were also shown to provide additional information to the end-users, cardiologists in our application, with the knowledge of which feature have been the more important in the classification. SHAP values are based on game theory, and are aimed at determining which features are contributing the most in the decision making process.

Examples of SHAP values for four recordings with different rhythms are depicted in figure 8.3. The values depicted in red are the ones contributing the most in favor to the final classification, while the ones in blue are the ones most contradicting the final decision. Example C in figure 8.3 depicts that this recording belongs to the "Other" class because the HR (max r r ) is either too high or too low, but that the number of outliers (nb out ) is probably too low and seems to be indicating a normal rhythm. Such techniques can be useful for classical ML models, for which features are hand-crafted, and which can therefore more or less easily be explained. However, the same is not true for DL models. The simplicity of DL is that features are learnt directly from the data, which means that those techniques can learn automatically from the data how to represent the input, and which features to extract from images or signals without requiring domain knowledge. The drawback is evidently that given features are data-driven and automatically engineered, it is much harder to interpret them, and understand the properties of the input data being investigated. It is therefore essential to find other ways to provide interpretation for the decision making process.

One of the previously suggested approach is to provide the end-users with the regions in the images or segments in the signals that have influenced the most the DL model. Such techniques have been investigated during Nora Vogt's MSc thesis [START_REF] Vogt | Cnns, lstms, and attention networks for pathology detection in medical data[END_REF], they were based on attention mechanism techniques. Preliminary results were interesting, examples of good classification of abnormal rhythms were able to highlight accurately a PVC in the short recording. However, evaluating how accurate and indicative this information is not an easy task. What should we conclude if the attention mechanisms points to f-waves for AF, or a normal QRS for normal rhythm? Quantifying this extra piece of information is a complicated task. One solution would be to ask a team of cardiologists to review the interpretation information, and score the technique as to how much it added confidence to the automated decision making process.

Electrogram

Finally, I aim at extending DL and modern ML techniques for the analysis of intracardiac electrical signals or Electrograms (EGMs).

The first interesting avenue of research consists in exploring how Physics-Informed Neural Networks (PINN) could be used for the analysis of such signals. PINN have been introduced for the simulation of physical phenomenon such as fluid dynamics. PINNs are neural networks aimed at solving problems subject to Partial Derivative Equations (PDEs). The models are trained to find a solution that respect the PDEs, and therefore respecting the laws of Physics, by adding different Loss terms corresponding to the PDEs. One of the interesting aspect of PINN is that they can inherently incorporate measurements performed sparsely and in irregular points. They can therefore account for the fact that EGM measurements are acquired on few datapoints at a precise location, and inherently respect the geometry of the physical phenomenon (in our application, the propagation of electrical activity inside the heart chambers).

PINN have already been suggested for the analysis of EGMs, and combined with active learning in order suggest optimal placement of intracardiac measurements Sahli [START_REF] Sahli Costabal | Physics-informed neural networks for cardiac activation mapping[END_REF].

One of the main problematic of EGM consists in the fact that they represent multi-lead electrophysiological signals, which have been recorded at specific datapoints whose coordinates are highly influential, so is the geometry of the heart. It is therefore important to develop a technique that can reflect that. Conventional Convolutional Neural Networks are not able to deal properly with such information. Another interesting avenue of research would be to use Graphical Convolutional Networks (GCN), which elegantly combines Graph structures for accounting for the heart geometries with CNN for analysing time-series. The use of such GCN have already been suggested for EGMs, and for reconstruction high density Intracardiac maps from sparse measurements [START_REF] Meister | Graph convolutional regression of cardiac depolarization from sparse endocardial maps[END_REF].

Synthesis

The funding for part of the research proposal, presented in this chapter, has been secured through the ERA-CVD Joint Translational Call for cardiovascular research projects driven by Early Career Scientists 2019. This grant is a collaboration between the IADI lab, the University of Luebeck and the Technion. Pierre Aublin is working during his PhD thesis on the development of representation learning approach for the analysis of ECG signals during MRI examination. With our Israeli partner, we are also working on the development and assessment of generalisable techniques.

Another important aspect of the research proposal consists in developing interpretable methods. This avenue of research has been explored during the LUE Mirabelle+ project, during which Dr Rouhi assessed the use of SHAP values for providing explanations on the classifier's decisionmaking process. Mously Diaw, is also currently exploring other solutions for providing feedback during automated QT estimation. Her PhD is funded through a collaboration with the company Banook through a CIFRE fellowship.

Chapter 9 MRI image analysis and reconstruction integrating the motion

Cardiac segmentation and heart model extraction

End-to-end deep learning approaches using CNNs have recently been proposed for medical image segmentation [START_REF] Oktay | Anatomically constrained neural networks (acnns): application to cardiac image enhancement and segmentation[END_REF]) (cardiac MRI), but require large amounts of training data and are affected by subtle changes in acquisition protocols. To obtain accurate segmentations generalisable to new patients that are robust against potential motion artefacts and consistent across subjects with respect to the underlying heart anatomy for subsequent motion tracking, current feed-forward CNN networks may be insufficient. We believe that accounting for the motion of the heart will help overcoming current limitations of end-to-end deep learning approaches. Recent work in cine-MR modelling demonstrated promising early results for clustering cardiac motion for dense fields [START_REF] Krebs | Unsupervised probabilistic deformation modeling for robust diffeomorphic registration[END_REF], these dense fields could be used for simulation of pathological images of the heart and such approach has been shown to be a very promising data augmentation procedure [START_REF] Bibliography | Smod-data augmentation based on statistical models of deformation to enhance segmentation in 2d cine cardiac mri[END_REF]. [START_REF] Krebs | Learning a generative motion model from image sequences based on a latent motion matrix[END_REF] proposed an interesting generative model for the analysis of Cardiac MRI Cine images. In their approach, morphological information is encoded in low dimension latent space using a CNN. Those latent features are then fed into a motion model, which is a combination of a Temporal Convolutional Network, and a multivariate Gaussian Process priors (cf figure 9.1).

The use of such motion model-based representation can also be employed in order to automatically estimate some physiological parameters, such as T1 map or perfusion parameters. Current approaches require the use of registration tools, which could be suppressed by incorporating the motion modelling in an automated end-to-end solution.

Another interesting avenue of research consists in estimating patterns of cardiac motion using the newly arising concepts of learning graph convolutions [START_REF] Bronstein | Geometric deep learning: going beyond euclidean data[END_REF] together with advanced machine learning regression strategies (e.g. heatmap regression [START_REF] Hansen | Regularized landmark detection with caes for human pose estimation in the operating room[END_REF]). A preliminary concept to combine graph convolutions with correspondence regression was proposed by [START_REF] Ha | Geometric deep learning and heatmap prediction for large deformation registration of abdominal and thoracic ct[END_REF]. Graph convolutions have the potential to achieve potentially very high robustness and accuracy and will capture shared characteristics, as well as differences of abnormal cardiac motion. A low dimensional non-linear motion and deformation model will be obtained by designing a shape modelling based on deformable convolutions [START_REF] Heinrich | Obelisk-net: Fewer layers to solve 3d multi-organ segmentation with sparse deformable convolutions[END_REF], in both encoder and decoder part of a deep learning architecture.

A collaboration has been initiated on this thematic with Prof. Heinrich at the University of Luebeck, and funding has been obtained through a Joint Transnational Call of the ERA-CVD in 2019. (Nora Vogt has been recruited to work on these aspects.) 

Cardiac image reconstruction pipelines

I will also be exploring the possibility of incorporating these deformable models in an end-to-end deep learning reconstruction pipeline Zhu et al. (2018b) in order to develop a new strategy for a 3D free-breathing acquisition of the heart The use of data-driven models to improve MRI image reconstruction schemes with deep learning has become popular within the research community [START_REF] Schlemper | A deep cascade of convolutional neural networks for dynamic mr image reconstruction[END_REF]. A DL-based reconstruction pipeline relies either on the convolutional networks to learn the regularization term more effectively [START_REF] Hammernik | Learning a variational network for reconstruction of accelerated mri data[END_REF] or to model the iterative optimization block within a reconstruction pipeline [START_REF] Aggarwal | Modl: Model-based deep learning architecture for inverse problems[END_REF]. With an increased openness to sharing data and the organization of challenges, a number of larger scale datasets for static 3D MRI reconstruction have been made available, e.g. [START_REF] Zbontar | fastmri: An open dataset and benchmarks for accelerated mri[END_REF]. However, the currently available datasets are restricted to static images and hence the developed DL algorithms and models do not yet fully account for motion. There are a few exceptions such as the use of (4D) spatio-temporal convolutional networks for the reconstruction of cardiac CINE images [START_REF] Küstner | Cinenet: deep learning-based 3d cardiac cine mri reconstruction with multi-coil complex-valued 4d spatio-temporal convolutions[END_REF], or the use of respiration binning technique for free-breathing motion-resolved cardiac MRI based on DL [START_REF] Qi | Accelerated 4d respiratory motion-resolved cardiac mri with a model-based variational network[END_REF]. However, to our knowledge there exists so far no technique that aims at reconstructing free-breathing cardiac MRI based on DL by integrating a motion model.

DL-based reconstruction schemes rely on the ability of DL to find a nonlinear embedded representation of the images in order to regularize the reconstructed data so it belongs to this compact space. One of the most important aspects of this project will be to develop new techniques for the representation of both the morphological images but also a model of motion using DL-based image and shape analysis approaches [START_REF] Blendowski | Multimodal 3d medical image registration guided by shape encoder-decoder networks[END_REF][START_REF] Krebs | Learning a generative motion model from image sequences based on a latent motion matrix[END_REF][START_REF] Lucas | Learning to predict ischemic stroke growth on acute ct perfusion data by interpolating lowdimensional shape representations[END_REF] as described in the previous section. For the technical challenge of reliably estimating motion from limited data (e.g. accelerated k-space acquisition in cardiac MRI), new geometric learning concepts are necessary to advance the ability of AI models beyond conventional CNNs. The use of external motion sensors could be linked to or incorporated as priors on the Gaussian process or motion model, whereas image regularisation will be based on the morphological encoding (cf. figure9.2).

Moreover, the transfer of DL-based reconstruction techniques into clinical practice will only be possible if radiologists trust that the reconstructed images are reliable, and that the DL regularization scheme does not introduce additional artefacts or is biased towards healthy tissues, and suppressed real pathological features. An interesting avenue of research consists in quantifying the uncertainty of reconstructed images [START_REF] Edupuganti | Uncertainty quantification in deep mri reconstruction[END_REF], providing the radiologists an uncertainty (or confidence) map along with the reconstructed image will help gaining their trust and increase their confidence during the diagnosis process.

Funding for this research project has been obtained, in collaboration with Prof Heinrich (University of Luebeck), through the first joint German-French Call on Artificial Intelligence. (L. Quillien's PhD thesis will be focused on this topic.)

Autonomous cardiac MRI acquisition

The two previous sections presented how Machine learning will be explored for the analysis of already acquired images or MR raw data, and motion models could be incorporated in ML pipelines especially for cardiac applications. However, one of the most exciting avenue of research consists in investigating how ML could optimise the acquisition of MR data.

When faced with respiratory and cardiac motion, "static" (non-adaptive) acquisition schemes are surely non-optimal and even the best post-processing or MRI reconstruction techniques will face difficulties dealing with out-of-plane motion and low contrast or signal to noise ratios.

Two interesting aspects have already been suggested, (i) use of active learning or reinforcement learning for optimal sampling strategy (ii) the use of supervised or reinforced learning for automated pulse sequence generation.

(i) In order to accelerate the acquisition of MRI data, several techniques have suggested partial sampling of the k-space combined with advanced reconstruction techniques parallel imaging or compressed sensing [START_REF] Fessler | Optimization methods for mr image reconstruction (long version[END_REF]. Different strategies were suggested for the undersampling of the k-space, acquisition of a subset of lines, radial or propeller (for accessing motion information), higher sampling of central k-space lines, or random sampling for compressed sensing-based techniques. Each of these sampling strategies were associated with specific reconstruction noise, and/or aimed at providing navigator or motion information. More recently, the use of active learning or reinforcement learning has been suggested for automatically determining the most informative sampling strategy in conjunction of specific MRI reconstruction [START_REF] Jin | Self-supervised deep active accelerated mri[END_REF][START_REF] Pineda | Active mr k-space sampling with reinforcement learning[END_REF]. I believe such approaches could be interesting, especially if associated with a motion model linked to external sensors, which could allow for optimal sampling strategy and prospective motion correction [START_REF] Maclaren | Prospective motion correction in brain imaging: a review[END_REF].

(ii) One could even envision going one step further and building a ML system able to automat- ically select or optimise the multiple pulse sequence parameters required for the acquisition of MR raw data. Such techniques have already been suggested, first by applying Bayesian reinforcement learning in a MRI physics simulation environment (Zhu et al., 2018a), and more recently using a supervised approach (which is less computationally costly than reinforcement learning) also trained on a simulated environment [START_REF] Loktyushin | Mrzero-automated discovery of mri sequences using supervised learning[END_REF]. The development of such techniques require huge amount of training data, and the possibility of interacting with the acquisition and reconstruction process, which explains the necessity to work on a simulated environment (strategy which has shown its huge potential with several DeepMind solutions). It would be extremely interesting to develop such a simulated environment integrating respiratory and cardiac motion, in order to develop an optimal acquisition and reconstruction strategy for fast whole-heart imaging. Such studies might pave the way towards a fully autonomous acquisition of cardiac MRI data, and provide the radiologists with robust and accurate physiological parameter estimation for better diagnoses.

Synthesis

A collaboration with Prof Mattias Heinrich at the University of Luebeck has been kick-started since 2016. This collaboration started with the exchange of Master students, and this collaboration led to securing two major grants:

1. MEIDIC-VTACH, through the 2019 ERA-CVD JTC call. The project aims at developing novel strategy for the acquisition of cardiac MRI for irregular heart rhythm. Prof Heinrich's team is looking to develop 3D+t heart models form MRI data, while Nora Vogt is currently looking to develop super-resolution techniques combined with real-time cardiac techniques for the acquisition of high resolution cardiac images during irregular heart rhythm 2. MEDICARE, through a joint French-German call for IA. Lucile Quillien will be working during her PhD thesis to develop a novel MRI reconstruction technique combining physiological information with MRI raw data with DL techniques. properties of his/her heart, which can be compared to a purely data-driven digital twin. This compact representation should allow for a true precision medicine, with a fine phenotyping of the at-risk population.

ECG Imaging

The ability to visualise the electrical cardiac activity in a non-invasive way is of great importance, in order to enable a better characterisation of the heart electical activity and yield an accurate risk stratification of abnormal and life-threatening rhythms (VT, AF).

Electrocardiographic imaging or electro-imaging (ECGI) enables the non-invasive visualisation of the cardiac electrophysiology [START_REF] Ramanathan | Noninvasive electrocardiographic imaging for cardiac electrophysiology and arrhythmia[END_REF], by measuring a large number of Electrocardiogram (ECG) leads on the body surface, covering the whole torso, and subsequently estimating epicardial potentials. Applications of ECGI include amongst other: the localization of Premature Ventricular Contractions (PVCs), better risk stratification of VT, characterization of atrial fibrillation [START_REF] Cluitmans | Noninvasive reconstruction of cardiac electrical activity: update on current methods, applications and challenges[END_REF], which led to an increased commercial interest and first FDA approved devices (CardioInsight, Medtronic). To date, catheter ablation procedures require invasive placement of electrodes at multiple locations across the atrias and/or ventricles, which are a great burden for both patients and physicians. ECGI can reduce the procedure time by accurately characterising the arrhythmogenic substrate to be targeted, therefore minimising the number of acquisitions of invasive electrograms.

I will aim at developing a fully data-driven fusion of electrophysiological and images for the resolution of the inverse problems in ECGI applications. Current ECGI approaches rely on the modelling of the propagation of the electrical activity, either modelling the electrical sources as dipoles in the heart (using the equivalent dipole layer source model) or modelling biopotential on the surface of the endocardium [START_REF] Cluitmans | Noninvasive reconstruction of cardiac electrical activity: update on current methods, applications and challenges[END_REF]. Such approaches have proved to be useful for some specific applications (planning of cardiac resynchronisation therapy), but do not seem to be accurately depicting more complex pathologies [START_REF] Duchateau | Performance and limitations of noninvasive cardiac activation mapping[END_REF], and therefore require further methodological developments. Some techniques have recently been proposed for a DL-based ECGI formulation. One of the main difficulties stems from the integration of the heart and torso geometries to solve the inverse problems. Some of the interesting solutions include to transform both the torso and the heart geometries to a plane with a mapping conversion, wich makes it more suitable for convolutional neural networks [START_REF] Wang | Ecgi with a deep neural network and 2d normalized body surface potential maps[END_REF]. Another approach suggested the use of Conditional Variational AUtoEncoder (CVAE), which allowed the integration of volumic imaging data (including substrate (ischemic scar) characterisation) [START_REF] Bacoyannis | Deep learning formulation of electrocardiographic imaging integrating image and signal information with data-driven regularization[END_REF]. Early results obtained on a limited number of simulations are promising but need confirmation on real data.

I will be investigating the use of PINNS (already introduced in 8.4) for the resolution of this inverse problem. Such an approach will deal elegantly with personalised heart and torso geometries, while also incorporating imaging priors. This technique is currently being investigated by one of my PhD student, Benjamin Roussel, for the analysis of Electrical fields by MRI gradient coils for the estimation of tissue electrical properties.

Another strategy will consists in the use of Graph Convolutional Networks, again as suggested for the analysis of Electrograms 8.4.

Synthesis

Some early aspects of this research proposal are currently being undertaken by some PhD students currently under my supervision.

1. Mously Diaw is exploring how the analysis of ECG signals could allow the detection of pathological ventricular contraction, especially biomarkers usually extracted for an Echocardiographic examination. This work will be the first in uncover an ECG representation"correlated" with the heart motion, next steps would consist in multimodal analyis of either ECG and Echo or ECG and MRI images.

2. Benjamin Roussel recently proposed the use of PINNs for solving the inverse problem of Current Induced MR Electrical Impedance Tomography. The elegance of the proposed solutions consists in combining different contributions in loss: (i) Maxwell laws (ii) torso electrical measurements (iii) prior MRI-based images (pre-segmentation). The solution of the PINNs therefore respects Maxwell laws (hence the Physics Inspired acronym) but more importantly is an multimodal analysis of electrical measurements and MRI images.

Titre : Analyse des signaux Electrocardiogrammes: du modèle à l'apprentissage machine Résumé : Mes recherches ont essentiellement porté sur l'utilisation de méthodes de modélisation et de traitement des signaux pour extraire de nouveaux paramètres cliniques de grandes bases de données de signaux physiologiques, et sur l'utilisation de techniques d'apprentissage automatique pour l'aide à la décision clinique. J'applique ces techniques aux données électrocardiographiques (ECG) depuis plus de 10 ans.

Mon projet de recherche consiste à développer de nouvelles techniques d'apprentissage automatique combinées à et/ou inspirées par la modélisation afin de créer des systèmes de décision automatique interprétables dans le domaine des soins de santé cardiovasculaire. L'évaluation clinique de la santé cardiovasculaire nécessite l'acquisition de données multimodales, deux des modalités les plus importantes étant l'imagerie par résonance magnétique (IRM) et l'ECG. Mon objectif sera donc de développer des outils pour l'analyse conjointe de données électrophysiologiques et d'imagerie. Ces techniques et représentations de données offriront des solutions à des problèmes cliniques concrets tels que pour la prédiction des résultats de l'ablation par catheter de la fibrillation auriculaire, ou la stratification de risque de présenter une tachycardie ventriculaire. My research project consists in developing novel machine-learning techniques combined with and/or inspired by modelling in order to create interpretable automatic decisionmaking systems in healthcare, with a particular focus to cardiovascular health data. Clinical assessment of the cardiovascular heath requires the acquisition of multimodal data, two of the most important modalities being Magnetic Resonance Imaging (MRI) and ECG. I therefore aim at developing tools for the joint analysis of electrophysiological and imaging data. These techniques and representations of data will offer solutions for concrete clinical problems such as better risk stratification for patients, whether for Atrial Fibrillation catheter ablation outcome prediction, and the risk of presenting Ventricular Tachycardia.
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  (cf. figure 5.1).
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 51 Figure 5.1: Famous picture of Einthoven during his ECG recording experiment.
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 52 Figure 5.2: Drawing representing an entire cardiac cycle. The bottom row represents the equivalent dipole through the cardiac cycles and how it is projected on the the three limb leads[START_REF] Netter | The CIBA collection of medical illustrations[END_REF].
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 53 Figure 5.3: Representation of an ECG cycle, the five characteristics waves, and the main biomarkers.
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 54 Figure 5.4: Simulation of an ECG signal using the model. (left) 3D representation of ten simulated cycles. Red circles represent the position of the five main waves. (right) Simulation of ten noisy ECG cycles, in red the representation of the scaled phase signal.
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 55 Figure 5.5: State transition graph for a first order Markov model with three modes. p ij being the probability of the system to transition from mode i to mode j at any time t.
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 56 Figure 5.6: Simulation of an ECG signal with Paroxysmal AF (PAF) using the model. (a) Simulated f waves. (b) Simulated ECG with a brief AF episode, indicated on top of the plot.[START_REF] Petrenas | Electrocardiogram modeling during paroxysmal atrial fibrillation: application to the detection of brief episodes[END_REF] 
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 3 Adding other pseudo-periodic components clean signal. The development of digital medical acquisition device, along with the development of computation sciences and technology has allowed the advent of new techniques for a more robust and accurate extraction of the foetal ECG components.

  Figure 5.7 represents an example of signals recorded during foetal monitoring, according to the position of the electrodes (chest, abdomen or scalp). There is therefore a need to develop processing techniques able to extract the component of interest.
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 57 Figure 5.7: From top to bottom: chest ECG (largely dominated by maternal ECG -mECG-), scalp EEG (sECG), and abdominal ECG (mixture of mECG and foetal ECG (fECG)(Clifford et al., 2014) 
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 5 Figure 5.8: Amplitude and frequency range of different electro-physiological signals: maternal ECG (mECG), maternal EEG (mEEG), maternal Electrooculogram (mEOG), electromyogram (mEMG), electrohystogram (mEHG) and foetal ECG (fECG)[START_REF] Sameni | A review of fetal ecg signal processing; issues and promising directions[END_REF] 
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 5 Figure 5.9: Simple cylindrical model representing the mother torso. The two red circles represent the mother and the foetal hearts. The axis for each heart represent the orientation for the electrical dipole. The blue rectangles represent the location of the electrodes and their number denomination.
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 5 Figure 5.10: Influence of the synchronisation on image quality. Example of failed synchronisation (left) and good synchronisation (right).
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 5 Figure 5.11: Simplified flowchart of induction voltage due to MHD effect.
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 5 Figure 5.12: Distortion of the ECG signal by the MRI environment, with clean ECG signal (left) distortion of the ECG by the MHD effect (centre) and distortions by the gradients G {X,Y,Z} (right).
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 5 Figure 5.13: Multiple view of the geometrical models, torso in grey, heart in black and aortic arch in red. a) frontal view, b) lateral view, c) top view, d) lateral view.

  The proposed model was compared to the "real" MHD effect as extracted from ECG signals, a theoretical solution (solving the Navier Stokes equation analytically using a simple Windkessel model), and the INRIA's model suggested by Martin et al. (2012) (using a measured blood pressure profile). The figure 5.15 depicts the comparison of the different models. Although the proposed model does not allow a perfect match between the extracted and the simulated effect, it allows
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 5 Figure 5.14: MRI image of the chest region (left), with the four hand selected planes for the measurement of the blood flow, in the ascending aorta (cyan) ascending aortic arch (blue) descending aortic arch (green) and descending aorta (red). The four corresponding flow rate measurements over one cardiac cycle, with the time t = 0 corresponding the QRS trigger point (right).
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 5 Figure 5.15: Template of the estimated and simulated MHD effects on the standard 12-lead derivations. (blue: extracted MHD effect, green: theoretical solution, black: INRIA's model, red: proposed model)
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 61 Figure 6.1: Flowchart of Bayesian filtering. The recursive process is depicted, starting from a prior knowledge of the state one get updated statistics of the hidden variabl, which are finally updated when new measurements come in. (source Wikipedia).
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 62 Figure 6.2: Results of ECG signal extraction, and automatic detection of a simulated T wave inversion. The annotations were obtained by using an automatic technique (ecgpuwave) Jané et al. (1997).
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 1 Magnetic Field Gradients (MFG). During my PhD thesis, I suggested the use of the ECG model-based Bayesian filtering for the removal of MFG artefacts on ECG acquired during MRI. The use of the ECG model allowed to account for the ECG contribution during the estimation of the body response to the MFG. This result was published in J. Oster, O. Pietquin, M. Kraemer and J. Felblinger, "Nonlinear Bayesian Filtering for Denoising of Electrocardiograms acquired in a Magnetic Resonance Environment," IEEE Transactions on Biomedical Engineering, 57, 1628-38, 2010. 2. MHD. At the end of my PhD, I secured funding through the Newton International Fellowship to work on the development of statistical signal processing techniques for the removal of blood flow artifacts in cardiac electrophysiological data recorded during magnetic resonance imaging. The extended ECG model-based filtering was published in J. Oster, M. Geist, O. Pietquin and G. D. Clifford, "Filtering of pathological rhythms during MRI scanning," International Journal of Bioelectromagnetism, 15, 54-59, 2013.
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 71 Figure 7.1: Example of the SKF filtering.The top row contains the ECG signal with both the raw signal (solid line) and the denoised signal (dashed line). The second row shows the class likelihood for each mode: normal beat (solid line), ventricular beat (dashed line) and X-factor (dash-dotted line). The example on the bottom highlights an example of ventricular beat classification, and the example on the top highlights an example of a noisy segment classified as X-factor.
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 72 Figure 7.2: Flowchart of the proposed methodology. The top row illustrates the expert annotation process including the manual subset selection, while the bottom row represents the automated identification of AF patients with the evalutation performed on a subset of the UK Biobank database, and the training of the evaluated techniques performed on the 2017 PhysioNet/Cinc challenge database.
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 81 Figure 8.1: Architecture of the CNN-LSTM network developed for ECG rhythm analysis3. The CNN network extracts multilevel morphological features at different time-steps, which are inputted in a LSTM network extracting temporal information, and returns the final rhythm label.
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 82 Figure 8.2: Illustration of the temporal and spatial invariance properties of the ECG signals. These properties allows for elegant and realistic data augmentation. Figure provided from Kiyasseh et al. (2021a).
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 83 Figure 8.3: Examples of SHAP values, and most important features for the decision on local ECG recordings, with examples from top to bottom of AF, Sinus rhythm, other abnormal rhythm or a noisy recording. On the examples A and B, it can be seen that the features lv r r and P SS are contributing the most to the decision making, while medP R, in the example A, is the one contributing the most negatively (that is by decreasing the msot the confidence of the decision).Figure extracted from Rouhi et al. (2021).
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 84 Figure 8.4: Example of the use of active learning scheme for optimal placement of intracardiac measurements. Figure is extracted from Sahli Costabal et al. (2020)
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 91 Figure 9.1: Example of the use of a motion (deformation) model for the simulation of clinical data. Two cases are shown where a pathological deformation is applied on a healthy original heart image, allowing for the simulation of four pathological cases. (figure reproduced from Krebs et al. (2021)).
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 92 Figure 9.2: Flowchart of the reconstruction pipeline combining a motion model with external pysiological sensor, and an integrated DL-based MRI reconstruction regularisation.

Figure 9 . 3 :

 93 Figure 9.3: Flowchart of the technique for autonomous pipeline of MR acquisition and reconstruction. Figure reproduced from (Loktyushin et al., 2021).
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 101 Figure 10.1: Flowchart of the use of motion model features (so-called motion fingerprints) for the prediction of survival. Figure reproduced from (Krebs, 2020).
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 102 Figure 10.2: Flowchart of the ECGI technique based on CVAE for the fusion of 3D volumes of myocardial images with Body Surface Potentials. Figure reproduced from (Bacoyannis et al., 2019).

  Analysis of Electrocardiogram signals: from modelling to classification through signal processingAbstract: The focus of my research is the use of modeling and signal-processing methods to extract novel clinical parameters from large databases of physiological signals, and the use of machine-learning techniques to provide predictive actionable information to clinicians. I have been applying these techniques to electrocardiographic (ECG) (and other physiological) data for more than 10 years.
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  1. The first part is devoted to a short summary of my work experience, including a CV, a detailed summary of my teaching activity and of my Research experience. 2. The second part is a detailed presentation of my past research activities. I have been involved in several research projects, with applications ranging from ECG signals acquired during MRI, foetal ECG, detection of pathological rhythms on Big Data or for mHealth applications. These different projects are presented but not according to their applications, but given their research fields. (i) The first chapter presents the modelling of the morphology of the ECG signals. The modelling aspect has been carried out for stress testing analysis techniques in two main circumstances.

The first is the generation of synthetic data when real data is scarcely available, which is true for new applications such as foetal ECG or ECG acquired in MRI, or for undiagnosed pathological data such as paroxysmal AF. The second reason stems from the fact that the inherent ground-truth is usually unknown in real data, that is the cleaned version of the ECG cannot be acquired, and quantitative assessment of a denoising technique is therefore impossible. (ii) The second chapter presents how ECG signals can be processed with a Bayesian filtering technique. The underlining theory is explained before two examples of applications are presented, the denoising of the ECG and the extraction of components respectively. (iii) The last chapter is dedicated to machine learning applications, starting with an extension of Bayesian filtering for classification purpose, and some other classification problems.

  -time processing of electrophysiological signals acquired in a Magnetic Resonance Environment jointly supervised by Prof. Felblinger and Dr. Pietquin

	IADI U947, Batiment de recherche CHRU de Nancy Brabois -Rue du Morvan 54511 Vandoeuvre les Nancy, France
	Statistical Signal Processing for Biomedical Applications	+33 3 83 15 33 97 julien.oster@inserm.fr
	Education 2006-2009 PhD, IADI, Nancy-Université, Inserm U947, Nancy, FRANCE.	
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	Chapter 4
	Research Experience
	4.1 Scientific Career
	4.1.1 PhD Student supervision

  Invited Talks 2019 Workshop of Consortium of ECG Imaging, Bordeaux, France Preceding to Functional Imaging and Modeling of the Heart (FIMH), the Consortium for ECG Imaging organized a one-day workshop to improve the interaction between engineers and clinicians in the field of ECGI. This CEI satellite workshop took place on the 5 th June 2019 at the LIRYC institute amphitheatre in Bordeaux, the day before the FIMH conference begins. The format included a mixture of clinical and engineering presentations as well as time for open discussion. Journals IEEE Transactions on Biomedical Engineering, IEEE Journal of Biomedical and Health Informatics, Physiological Measurement, Signal Processing, Biomedical Signal Processing and Control, Biomedical Engineering Online, Royal Society Open Science, Medical and Biological Engineering and Computing, Computers in Biology and Medicine, Plos One...

	4.1.3.3 Reviewing activity
	Conferences NeurIPS, ICML, ICLR, Computing in Cardiology, CHIL, IEEE NEWCAS
	2015 Thesis PhD PhD PhD PhD 2015 Licentiate BsC	EHRA Europace Cardiostim, Milano, Italy EHRA Congress is a truly international event with healthcare professionals Thimothée Zaragori (Nancy, France), 2021 (as an examiner). from over 100 countries. it expands boundaries of arrhythmia manage-Soumaya Khreis (Rennes, France), 2019. ment and gather physicians, nurses, allied professionals and healthcare Matthieu Doyen (Rennes, France), 2018. industry representatives to gain valuable insight from these prominent Johannes Krug (Magdeburg, Germany), 2015. professionals. Mikael Henrikson (Lund, Sweden), 2016. International Society of Computerized Electrocardiography, San Jose, Patrick Rotach (Muttenz, Switzerland), 2022.
	BsC	Ralph Rechsteiner (Muttenz, Switzerland), 2019.
	BsC	Dominic Jeker (Muttenz, Switzerland), 2019.
	BsC	Felix Yeung (Muttenz, Switzerland), 2017.

USA

The Society is devoted to the advancement of electrocardiography through the application of computer methods. Its annual scientific conference, designed in the Gordon format, brings together scientists, clinicians, engineers and policy makers working in the field. Since the conference is designed to stimulate the informal exchange of ideas and information, there is ample allocated time for the 125 or so participants to mingle and discuss ideas of mutual interest.

2014

Computational Cardiovascular Science Workshop, Oxford, UK The Computational Cardiovascular Science Workshop was hosted in Oxford, organised by Prof Blanca Rodriguez. It created an international, interdisciplinary and inter-sectorial forum to discuss current trends in computational technologies to augment cardiovascular physiology, pharmacology and medicine, and to replace, refine and reduce animal experimentation. Participants included experts in cardiology, computer science, physiology, pharmacology, philosophy, and biomedical engineering from academia and industry, from 11 Universities and 12 companies, from the UK, several countries in Europe, the USA and Japan.

  This fellowship allowed to join the Intelligent Patient Monitoring group led by Prof. Gari Clifford. The funding scheme paid for my salary over a two-year period plus a generous relocation package. During this period, my research focuses on the development of statistical signal processing techniques for the removal of blood flow artifacts in cardiac electrophysiological data recorded during magnetic resonance imaging. PhD, with an equal contribution from the Région Grand Est and the Ecole doctorale (IAEM). Benjamin worked on the analysis of the varying magnetic fields in MRI for two applications, first the magnetic tracking of ECG sensors during MRI acquisitions, and second the development of a machine-learning based Electrical Impedance Tomography, fusing prior imaging information and electrical measurements.2019-2021150k (75k) co-PI AIHD, Projet Mirabelle+, Lorraine Université d'Excellence This project stemmed from a collaboration between three institutes from the Université de Lorraine (Loria, IECL and IADI). The goal of the project was to develop machinelearning based techniques for the analysis of ECG signals for the early detection of Atrial Fibrillation, and the outcome prediction of AF ablation procedures.

	2010-2020	126k£	PI	Newton International Fellowship, Royal Academy
				of Engineering,
	2018-2021	100k	PI	Bourse doctorale (B. Roussel), Région Grand Est
				-Université de Lorraine
	This grant secured funding Benjamin Roussel's 2020-2023 630k PI MEIDIC-VTACH, ERA-CVD JTC 2019
		(275k)		
	This project is an international collaboration between three institutes the University of
	Luebeck (Germany), the Technion Institute (Israel) and the IADI lab. Our main objective
	is to develop a novel technique for the fusion of information provided by Electrocardiogram
	(ECG) data, mechanical information of the heart provided by Magnetic Resonance Imaging
	(MRI), and rhythm information provided by long-term portable ECG, which will be denoted
	mobile ECGI. ECGI is an exciting avenue of research for several cardiovascular applications,
	including risk stratification for VT.	
	2021-2023	160k (80k) PI	LIBI, PHC Maimonide, MAE et MESRI
	This project is a collaboration between the Technion Institute (Israel) and the IADI lab.
	One aims to develop novel ML classification algorithms for the purpose of physiological
	time series analysis within the context of AF diagnosis and personalized therapy. This
	research objective is two-fold: (i) generalization of ML algorithms for AF diagnosis (ii) the
	extraction morphological and rhythms variability biomarkers for catheter ablation outcome
	prediction.			
	2021-2025	400k	PI	MEDICARE, 1st German French Call on AI, ANR.
		(200k)		
	This project is a collaboration between the University of Luebeck (Germany) and the IADI
	lab. The overall goal of developing a Motion-Integrated AI-based cardiac reconstruction
	technique will be achieved through the following four sub-objectives: (i) Develop acceler-
	ated AI-based MRI reconstruction that incorporate uncertainty modelling into the analysis
	to enhance the trustworthiness of image quality(ii) Advance MRI reconstruction of subtle
	abnormal anatomical details to avoid bias of healthy tissues in AI-models and improve
	clinical reliability (iii) Develop and incorporate AI-based 4D motion prediction without full
	reconstruction for faster sparse k-space sampling for MRI acquisition (iv) Enhance the
	explainability of AI methods for MR image processing by combining AI based feature ex-
	traction with robust graph-based optimization strategies.
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 7 1: Scores obtained on the DS2 (MIT-BIH arrhythmia database)

	Technique	Se	+P	F 1
	de Chazal et al. (2004) *	86.5 42.7 57.1
	Llamedo and Martínez (2011) *	95.3 28.6 44.0
	automatic Llamedo and Martínez (2012) a, * 82.1 77.9 79.9
	assisted Llamedo and Martínez (2012) ‡	91.4 96.9 94.1
	SKF with X-factor b, † Oster et al. (2015a) 90.5 99.96 95.2

  Table 7.3: AF detection performance on the manually annotated sub-population of 450 subjects.

		Se % PPV % F1 %
	SVM	76.9	83.3	80.0
	DL model 96.2	60.2	74.1
	hybrid	75.0	97.5	84.8

  pr ed N pr ed P pr ed N pr ed P pr ed N pr ed

							7.4.
			SVM	DL model	hybrid
	P P tr ue 40	12	50	2	39	13
	N tr ue	8	390	33	365	1	397

Table
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.4: Confusion tables for three different approaches, where P tr ue (resp. N tr ue ) stands for positive (respectively negative) AF subjects as observed by human experts and P pr ed (respectively N pr ed ) are positive (respectively negative) AF subjects as predicted by automated techniques.

On a side note, it should be emphasized that the use of synthetic data for stress-testing analysis techniques is less and less frequent. One should thank the Physionet team, and more specifically their founders (Ary L. Goldberger, MD; Roger G. Mark, MD, PhD; and George Moody). They had the visionary idea of freely providing the research community with clinical research data (but also software) in order to allow for a fair comparison of the different analysis techniques. Their vision has allowed many researchers around the world to work and develop novel and innovative approaches. One should be thankful for such a great initiative and hope that it will be replicated in many other medical research fields.

J. Oster, R. Llinares, S. Payne, Z. Tse, E.J. Schmidt and G.D. Clifford, "Comparison of three artificial models of the MHD effect on the electrocardiogram," Computers Methods in Biomechanics and Biomedical Engineering, 18(13), 1400-1417, 2015. This model originated from a collaborative work between the University of Oxford, Harvard University, and Valencia. This approach was quite interesting as it showed the added-value of fusing image-based knowledge for the creation of a model of fluid dynamics that allowed for more realistic simulated ECG signals.

Smart fusion of the multimodal information

The final research axis will consist in the smart fusion of the information provided by medical images (MRI, echocardiography, CT,..) and the electrophysiological signals.

In a first step, I will explore how to build on the developments of previous research axes for fusing images and electrophysiological information. This data-driven solution will aim at solving concrete clinical problems, with personalised models integrating electrical, morphological or mechanistic information provided by the different modalities.

Some of the foreseen applications include better risk stratification or prediction for patients at risk of VT Goldberger et al. (2014), or the risk prediction of AF or recurrence of Stroke, or for the prediction of AF catheter ablation outcome.

Such ML-based models have already been suggested, but are usually based on a single modality. Several studies have demonstrated the potential of deep learning analysis of 12-lead ECG signals. The analysis of these signals have shown potential to determine the risk of presenting AF in the future (with a 3 or 5 years follow-up). Attia et al. (2019b) have used a fully DL model for the prediction of AF, while [START_REF] Biton | Atrial fibrillation risk prediction from the 12-lead electrocardiogram using digital biomarkers and deep representation learning[END_REF] suggested of an hybrid model combining both handcrafted features, clinical features and a DL model. The added value for the prediction of EMR for this task has been inspired from studies like the CHARGE-AF [START_REF] Alonso | Simple risk model predicts incidence of atrial fibrillation in a racially and geographically diverse population: the charge-af consortium[END_REF].

Other studies have shown the predictive value of imaging biomarkers for such applications. Morphology of the atria extracted from CT images was shown to be an independent predictor of the recurrence of AF after catheter ablation [START_REF] Jia | Left atrial shape is independent predictor of arrhythmia recurrence after catheter ablation for atrial fibrillation: A shape statistics study[END_REF]. Geometrical properties of ischemic scars extracted from cardiac MRI data was shown to be predictive of the risk of VT in post-ischemic population, with higher predictive value than Left Ventricle Ejection Fraction (LVEF) [START_REF] De Chillou | Magnetic resonance imaging screening for postinfarct life-threatening ventricular arrhythmia[END_REF]. [START_REF] Krebs | Learning a generative motion model from image sequences based on a latent motion matrix[END_REF] demonstrated that the motion model extracted from Cardiac Cine Images (already discussed in 9.1) could also be used a survival predictor for Heart Failure patients (that is patients with low LVEF), highlighting the potential of mechanistic information for patient risk stratification (cf. figure 10.1).

Another interesting study successfully attempted at linking functional information, namely the LVEF, usually extracted from imaging modalities (echocardiography or MRI) by training a DL model with standard 12-lead ECG signals as inputs (Attia et al., 2019a). I will aim at replicating such results, and try to find a joint representation of motion models extracted from Echocardiography and ECG signals. The previously mentioned motion model has already been evaluated on a large Echocardiography dataset [START_REF] Krebs | Le recalage robuste dâimages médicales et la modélisation du mouvement basée sur lâapprentissage profond[END_REF][START_REF] Ouyang | Video-based ai for beat-to-beat assessment of cardiac function[END_REF]. One could envision training a joint model using approaches such as a deep canonical correlation analysis. Such a technique would allow to screeen patients requiring further imaging exams (Echo or MRI) based on a simple 12-lead ECG signals. A collaboration with Banook Group (Nancy, France) has been initiated to work on such an application. (M. Diaw's PhD thesis will be focused on this topic.)

Combining models developed in previous research axes, should allow to uncover a compact representation of a patient data, which reflects electrical, morphological, functional and mechanistic